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La	 presente	 Tesis	 Doctoral,	 titulada	 “Optical	 impact	 of	 correcting	 elements”,	 forma	
parte	 de	 la	 Marie	 Curie	 Initial	 Training	 Network	 denominada	 AGEYE	 financiada	 por	 la	
Comisión	Europea	(FP7-PEOPLE-ITN-2013-608049).		
El	 principal	 objetivo	 de	 esta	 Tesis	 es	 el	 estudio	 y	 la	 investigación	 de	 elementos	
correctores	que	son	utilizados	con	el	 fin	de	compensar	errores	refractivos	y	patología	que	
aparecen	con	el	envejecimiento.	Se	busca	el	desarrollo	de	modelos	mediante	simulaciones	
con	 el	 fin	 de	 conocer	 el	 impacto	 de	 dichos	 elementos	 ópticos	 que	 son	 aplicados	 en	 las	
alteraciones	oculares	propias	de	la	edad	con	el	fin	de	proponer	alternativas	a	las	soluciones	
que	 existen	 actualmente.	 Dichas	 alteraciones	 son	 la	 presbicia	 y	 las	 cataratas,	 ambas	
presentes	entre	los	40	y	los	60	años	de	edad.	La	presbicia	es	la	imposibilidad	de	acomodar	a	
objetos	 en	 distancias	 próximas,	 por	 ejemplo,	 a	 la	 distancia	 de	 lectura,	 y	 las	 cataratas	 la	
opacificación	del	cristalino.	 Igualmente	la	degeneración	macular	asociada	a	 la	edad	es	una	
de	las	alteraciones	a	considerar	con	el	envejecimiento.	
Los	 elementos	 correctores	 que	 se	 utilizan	 en	 tales	 patologías	 son	 las	 lentes	 de	
contacto	 (LC)	 y	 las	 lentes	 intraoculares	 (LIO).	 Estos	 son	 los	 elementos	 que	 se	 diseñan	 y	
estudian	 en	 esta	 Tesis.	 Estos	 elementos	 pueden	 ser	 monofocales,	 multifocales	 con	
diferentes	 zonas	 de	 refracción	 o	 patrones	 de	 difracción,	 fabricados	 con	 diferentes	
materiales	y	revestidos	con	diferentes	filtros	para	absorber	algunas	partes	del	espectro	de	




ingenieros	 ópticos	 para	 diseñar	 sistemas	 ópticos	 tales	 como	 cámaras,	 telescopios	 y	
cualquier	elemento	que	incluya	partes	ópticas.	Como	tal,	puede	ser	utilizado	para	diseñar	el	
sistema	óptico	del	ojo	humano,	componiéndolo	a	partir	de	diferentes	 lentes	que	están	en	
contacto	 entre	 ellas.	 Estas	 lentes	 pueden	 ser	 la	 córnea,	 la	 cámara	 anterior	 con	 el	 humor	
acuoso,	 el	 cristalino	 y	 el	 humor	 vítreo.	 Todos	 estos	 elementos	 pueden	 ser	 diseñados	 y	
puestos	 conjuntamente	 para	 crear	 un	 modelo	 de	 ojo	 humano.	 Elementos	 de	 corrección	
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El	 segundo	 programa,	 es	 un	 programa	 comúnmente	 utilizado	 para	 el	 análisis	
matemático,	 estadísticas	 y	 lo	 que	 incluye	 el	 análisis	 matemático	 basado	 en	 matrices.	 Se	
utilizó	 para	 diseñar	 un	 código	 personalizado	 (desarrollado	 por	 Georgios	 Zoulinakis)	 que	
podría	 diseñar	 patrones	 difrativos	 de	 LIOs	 y	 producir	 archivos	 de	 texto	 con	 datos.	 Estos	
datos	se	pueden	implementar	en	el	software	de	trazado	de	rayos	y	éste	es	capaz	de	utilizar	
los	datos	y	el	diseño	de	 la	LIO	difractiva	que	 luego	se	 implanta	en	un	modelo	de	ojo.	Este	
código	personalizado	se	usó	en	el	capítulo	3	de	la	Tesis	para	crear	lentes	esféricas	y	asféricas	
y	 comprobar	 así	 los	 resultados	 con	 las	 lentes	 que	 el	 software	 de	 diseño	 óptico	 estaba	
diseñando	por	 sí	misma.	Después	 de	 eso,	 fue	 utilizado	 en	 el	 capítulo	 5	 para	 diseñar	 LIOs	
difractivas	que	se	utilizaron	en	ese	estudio.	Una	descripción	del	código	se	da	en	el	apéndice	
A.	 Se	 utilizó	 un	 segundo	 código	 personalizado	 (desarrollado	 por	 los	 profesores	 D.	 Robert	
Iskander	y	Larry	Thibos)	en	los	capítulos	4	y	5.	Este	código	puede	calcular	la	relación	visual	







elementos	de	 corrección	 tales	 como	LCs	 y	 LIOs.	 Estos	elementos	no	están	protegidos	por	
derechos	de	 autor,	 no	 son	partes	de	patentes	o	 elementos	 totalmente	patentados.	 Están	
diseñados	 siguiendo	 características	 generales	 y	 utilizados	 sólo	 para	 simulaciones	 y	
extracción	de	resultados	y	conclusiones	del	uso	de	dichos	elementos.	La	presente	Tesis	está	
compuesta	 por	 7	 capítulos	 y	 dos	 apéndices.	 A	 continuación	 se	 dará	 una	 descripción	
detallada	de	cada	uno	de	los	capítulos.	
El	primer	capítulo	incluye	la	introducción	en	el	campo	de	investigación	de	la	Tesis.	Así,	










se	 utilizan.	 También	 se	 explica	 cómo	 los	 elementos	 correctores	 ópticos,	 tales	 como	 LCs	 y	
LIOs,	pueden	ser	diseñados	y	añadidos	en	estos	modelos	de	ojo	para	ser	estudiados.	
El	 segundo	capítulo	contiene	el	primer	estudio	de	esta	Tesis.	 Se	 trata	de	un	estudio	
sobre	 los	 diferentes	 modelos	 teóricos	 de	 ojos	 y	 una	 comparación	 entre	 ellos.	 En	 este	
estudio,	 se	 diseñaron	 tres	 modelos	 teóricos	 del	 ojo	 humano.	 Estos	 modelos	 fueron	 el	
modelo	 de	 ojo	 de	 Navarro,	 el	 modelo	 de	 ojo	 de	 Arizona,	 que	 es	 acomodativo	 usando	
funciones	 matemáticas	 para	 alterar	 sus	 características	 geométricas	 y	 el	 modelo	 de	 Liou-
Brennan,	 que	 es	 un	modelo	 de	 ojo	más	 anatómico	 basado	 en	 valores	 promedios	 de	 sus	
parámetros.	 El	modelo	 de	 Liou-Brennan	 tiene	 una	 característica	más,	 que	 es	 el	 índice	 de	
refracción	 del	 gradiente	 del	 cristalino.	 Los	 otros	 dos	 modelos	 utilizan	 un	 solo	 índice	 de	




modelos	 en	 procedimientos	 estáticos	 y	 acomodativos.	 Para	 los	 procedimientos	
acomodativos,	 la	distancia	del	test	se	cambió	para	cuatro	posiciones	diferentes	(infinito,	3	
m,	 1	 m	 y	 0,5	 m).	 También	 se	 modificaron	 los	 parámetros	 geométricos	 de	 los	 modelos	
oculares.	 Estos	 incluyen	 radios	 de	 curvatura	 anterior	 y	 posterior	 para	 las	 superficies	 del	
cristalino,	 grosor	 del	 cristalino	 y	 profundidad	 de	 la	 cámara	 anterior.	 También	 hubo	 una	
disminución	 del	 diámetro	 de	 la	 pupila	 cuando	 el	 test	 se	 acercó	 con	 el	 fin	 de	 simular	
completamente	 el	 proceso	 de	 acomodación.	 Para	 el	 modelo	 de	 Arizona	 utilizamos	 las	
funciones	matemáticas	que	están	cambiando	sus	características	geométricas.	Para	los	otros	
dos	modelos	se	utilizaron	valores	promedios	que	se	encontraron	en	la	bibliografía.	Al	final,	
los	 tres	 modelos	 de	 ojos	 se	 optimizaron	 para	 centrarse	 perfectamente	 en	 el	 test.	 La	
optimización	se	realizó	con	la	herramienta	de	optimización	y	la	variable	de	optimización	se	




optimización.	 Al	 final,	 los	 tres	modelos	 podían	 simular	 el	 procedimiento	 de	 acomodación	
con	éxito.	Si	se	tiene	que	proponer	un	modelo	de	ojo	a	partir	de	este	estudio,	éste	podría	







tener	 una	 referencia	 principal	 para	 los	 diseños	 de	 nuestros	 próximos	 estudios.	 Para	 este	
proyecto	se	eligió	el	modelo	de	Navarro	por	su	simplicidad.	El	cristalino	del	modelo	del	ojo	
se	 eliminó	 y	 en	 su	 lugar	 se	 creó	 un	 espacio	 vacío.	 A	 este	 espacio	 se	 le	 dio	 el	 índice	 de	
refracción	del	humor	acuoso,	espacio	que	llena	en	realidad	cuando	se	retira	el	cristalino.	En	
este	espacio	 se	 introdujeron	 las	 LIOs	para	este	proyecto.	 Todas	 las	 LIOs	 fueron	diseñadas	
con	 el	 código	 personalizado	Matlab	 que	 se	 describe	 en	 el	 apéndice	A	 y	 los	 resultados	 se	












En	 la	 segunda	 parte	 de	 este	 estudio	 se	 diseñaron	 LIOs	 con	 el	 70%,	 75%	 y	 80%	 del	
poder	dióptrico	total	en	la	superficie	anterior.	El	modelo	del	ojo	de	Navarro	se	utilizó	otra	




resultados	 ópticos.	 La	 constante	 cónica	 y	 la	 asfericidad	 de	 segundo	orden	 se	 diseñaron	 y	
optimizaron	 en	 la	 superficie	 anterior	 y	 posterior	 de	 cada	 LIO	 (de	 cada	 potencia	 dióptrica	
total)	y	para	cada	distribución	de	potencia.	La	calidad	óptica	fue	comprobada	y	comparada.	
El	resultado	de	esta	parte	fue	que	las	asfericidades	deben	diseñarse	en	la	superficie	anterior	
de	 la	 LIO.	 Si	 la	 superficie	 posterior	 tiene	 que	 ser	 elegida	 entonces	 más	 órdenes	 de	
asfericidad	 deben	 ser	 implementados	 en	 el	 diseño	 óptico.	 En	 conclusión,	 este	 estudio	
mostró	que	entre	el	70%	y	el	80%	de	 la	potencia	dióptrica	 total	 tiene	que	 ser	dada	en	 la	
superficie	 anterior	 de	 la	 LIO	 y	 las	 asfericidades	 tienen	 que	 ser	 diseñadas	 en	 la	 superficie	
anterior	de	la	LIO	también.	
El	cuarto	capítulo	contiene	el	 tercer	estudio	de	 la	presente	Tesis.	Este	es	un	estudio	
sobre	 combinaciones	 de	 LIOs	 monofocales	 y	 LCs	 en	 modelos	 de	 ojos	 personalizados.	 El	
objetivo	principal	de	este	estudio	fue	comprobar	si	la	optimización	de	las	LIOs	monofocales	
(LIOs	optimizadas)	o	LCs	tiene	que	considerarse	o	un	diseño	más	robusto	(no	personalizado)	
también	 es	 eficiente	 para	 corregir	 adecuadamente	 los	 errores	 de	 refracción.	 El	 segundo	
objetivo	 fue	 comparar	 los	 resultados	 ópticos	 y	 visuales	 de	 combinaciones	 de	 elementos	
correctores	(LC	y	LIO)	con	los	resultados	de	una	sola	LIO,	ya	sea	optimizada	o	no	optimizada.	
El	tercer	y	último	objetivo	fue	comprobar	 la	tolerancia	de	todos	estos	sistemas	ópticos	en	
situaciones	 de	 desalineación	 de	 la	 LIO.	 Tales	 desalineamientos	 eran	 descentramientos	 e	
inclinaciones	de	la	LIO.	El	modelo	de	ojo	teórico	de	Liou-Brennan	se	utilizó	en	este	estudio.	
Para	 la	 personalización	 del	 modelo	 del	 ojo	 se	modificó	 la	 superficie	 corneal	 anterior	 del	
mismo.	Para	ello,	se	utilizaron	topografías	corneales	retrospectivas	de	22	sujetos.	Los	datos	
topográficos	 corneales	 se	 introdujeron	 y	 procesaron	 con	 Matlab	 para	 obtener	 datos	 de	
coeficientes	de	Zernike	para	 la	 córnea.	Estos	datos	 fueron	 introducidos	en	el	 software	de	
trazado	de	rayos	y	al	final	se	crearon	22	modelos	de	ojos	personalizados	
Los	 modelos	 oculares	 se	 dividieron	 en	 dos	 grupos,	 uno	 con	 córneas	 normales	 y	 el	
segundo	con	córneas	astigmáticas	(astigmatismo	mayor	de	0,75	D).	De	estos	modelos	de	ojo	
se	eliminó	el	cristalino	y	se	diseñó	un	espacio	vacío	en	su	lugar.	A	este	espacio	vacío	se	le	dio	
el	 índice	de	 refracción	del	humor	acuoso	que	 llena	este	espacio	 cuando	 se	éste	 se	 retira.	
Este	espacio	se	utilizó	para	diseñar	las	LIOs	asféricas	monofocales.	Se	utilizó	un	método	de	
diseño	 específico	 que	 añade	 componentes	 no	 secuenciales	 en	 el	 diseño	 secuencial	 del	
sistema	óptico	para	facilitar	la	desalineación	de	la	LIO	posteriormente.	Las	LIOs	optimizadas	









un	posible	 error	 de	 refracción	 inducido	en	el	 procedimiento	quirúrgico.	 La	potencia	de	 la	
superficie	 posterior	 se	 fijó	 en	 5D	 para	 todos	 los	 diseños.	 Las	 LCs	 optimizadas	 y	 robustas	
también	fueron	diseñadas	en	el	software	de	trazado	de	rayos.	También	había	una	película	
lagrimal	diseñada	en	el	sistema	óptico	total	entre	la	LC	y	la	córnea.	La	LC	no	estaba	tocando	




mencionados	 se	 realizaron	 en	 8	 direcciones	 diferentes,	 ya	 que	 los	 modelos	 oculares	 no	
tenían	simetría	rotacional	(debido	a	las	topografías	personalizadas	que	se	utilizaron).	
Los	 resultados	obtenidos	 fueron	 resultados	 de	 calidad	óptica,	 en	 términos	 del	 error	




fue	 nuestra	 referencia	 para	 comparar	 la	 calidad	 visual	 de	 los	 modelos	 de	 los	 ojos.	 Los	
resultados	de	este	estudio	proponen	que	 la	calidad	visual	de	 las	LIOs	robustas	es	un	poco	
peor	 que	 la	 de	 las	 optimizadas,	 pero	 la	 diferencia	 no	 es	 clínicamente	 significativa.	 Esto	










fue	 comparar	 los	 resultados	 visuales	 entre	 lentes	 bifocales	 difractivas	 optimizadas	 y	
robustas	(no	optimizadas).	Las	simulaciones	contenían	tests	a	distancias	lejana	y	próxima	y	
descentramientos	de	las	LIOs.	Al	igual	que	antes,	se	usó	el	modelo	de	ojo	de	Liou-Brennan.	




modelos	 personalizados	 de	 ojo	 humano.	 Estos	 modelos	 se	 dividieron	 en	 dos	 grupos	
diferentes,	 uno	 con	 córneas	 normales	 y	 otro	 con	 córneas	 astigmáticas	 (astigmatismo	
corneal	mayor	de	0,75	D).	Se	eliminó	el	cristalino	de	estos	modelos	de	ojo	y	se	diseñó	un	
espacio	vacío	en	su	lugar.	A	este	espacio	se	le	dio	el	índice	de	refracción	del	humor	acuoso	




Las	 LIO	 difractivas	 bifocales	 fueron	 diseñadas	 con	 un	 código	 Matlab	 personalizado	
(desarrollado	 por	 Georgios	 Zoulinakis).	 Este	 código	 produce	 un	 archivo	 de	 texto	 con	 el	
diseño	 de	 coordenadas	 para	 las	 IOL	 difractivas.	 Este	 archivo	 de	 texto	 se	 introduce	 en	 el	
software	 de	 trazado	 de	 rayos,	 que	 utiliza	 las	 coordenadas	 para	 diseñar	 y	 simular	 la	 LIO.	
Utilizando	los	resultados	del	estudio	anterior	(capítulo	3),	las	LIOs	diseñadas	en	este	estudio	
tenían	una	distribución	de	potencia	superficial	anterior	del	75%	del	poder	dióptrico	total.	El	
patrón	 de	 difracción	 y	 las	 asfericidades	 (segundo	 y	 cuarto	 orden	 y	 la	 constante	 cónica)	
fueron	diseñadas	en	la	superficie	anterior	de	la	LIO.	La	superficie	posterior	portaba	el	resto	
de	 la	 potencia	 dióptrica	 de	 la	 LIO	 y	 la	 corrección	 astigmática	 si	 era	 necesaria.	 Las	 LIOs	
optimizadas	habían	optimizado	 las	potencias	dióptricas	mientras	que	 los	diseños	 robustos	
habían	escalonado	las	potencias	dióptricas	con	pasos	de	0.25	D.	Los	desalineamientos	de	las	
LIOs	incluyen	dencentramientos	e	inclinaciones	de	las	LIOs.	Los	descentramientos	fueron	en	
pasos	 de	 0,25	mm	y	 en	magnitud	 total	 de	 1	mm.	 Las	 inclinaciones	 fueron	 en	 pasos	 de	 1	
grado	 y	 en	 magnitud	 total	 de	 5	 grados.	 Todos	 los	 desalineamientos	 mencionados	 se	
realizaron	 en	 8	 direcciones	 diferentes.	 Esto	 se	 hizo	 porque	 nuestros	 modelos	 de	 ojo	 no	











el	 test	de	cerca	es	muy	pobre.	Esto	es	debido	al	patrón	de	difracción	que	difracta	 la	 luz	y	
hace	 que	 la	 imagen	 final	 proyectada	 sea	 un	 poco	 borrosa.	 Por	 otro	 lado,	 para	 distancias	
cercanas	generalmente	se	necesita	más	luz,	lo	que	resulta	en	una	constricción	de	la	pupila	y,	
posiblemente,	una	mejor	calidad	visual.	Los	desalineamientos	disminuyen	la	visión	de	lejos	





trata	 sobre	 la	 investigación	 de	 los	 sistemas	 de	 doble	 LIO	 que	 en	 realidad	 conforman	 un	
sistema	 intraocular	 telescópico	 (ITS).	 Estos	 sistemas	 son	 utilizados	 por	 sujetos	 con	 baja	
visión,	 debido	 a	 patologías	 como	 la	 degeneración	 macular	 asociada	 a	 la	 edad.	 En	 estos	
casos,	 estas	 personas	 pueden	 utilizar	 un	 dispositivo	 como	 el	 que	 magnifica	 la	 imagen	
observada	y	proyecta	en	un	área	sana	de	 la	 retina.	Este	descentramiento	de	 la	 imagen	se	
realiza	 descentrando	 las	 dos	 LIOs	 para	 que	 se	 produzca	 un	 efecto	 prismático.	 El	 objetivo	
principal	de	este	estudio	fue	diseñar	dos	tipos	diferentes	de	ITS	y	comparar	 los	resultados	




potencias	 dióptricas	 iguales	 y	 opuestas.	 Ambas	 LIOs	 se	 colocan	 detrás	 de	 la	 pupila	 del	
modelo	del	ojo	(cámara	posterior).	







rotura	 de	 coordenadas	 con	 el	 fin	 de	 facilitar	 el	 descentramiento	 de	 las	 LIOs.	 Este	 es	 un	
método	diferente	al	 que	 se	utilizó	en	 los	 capítulos	4	 y	 5.	Ambos	 ITS	 fueron	diseñados	en	








de	 lectura	 cercana).	 Los	 resultados	 de	 calidad	 óptica	 obtenidos	 fueron	 evaluados	 en	
términos	 del	 RMS	 y	 coeficientes	 de	 Zernike.	 Estos	 fueron	 alimentados	 en	 un	 código	
personalizado	Matlab	 (desarrollados	por	 los	profesores	D.	Robert	 Iskander	y	Larry	Thibos)	
que	calcula	VSOTF.		
Los	resultados	de	este	estudio	mostraron	que	los	sistemas	optimizados	(sistemas	con	
asfericidades)	 proporcionan	 una	 mejor	 calidad	 óptica	 y	 visual	 como	 se	 esperaba.	 El	
descentramiento	 disminuye	 la	 calidad	 visual	 final	 pero	 entre	 0,4	 y	 0,8	 mm	 de	
descentramiento	los	resultados	no	cambian	mucho.	Este	área	se	propone	como	un	área	en	
la	 cual	 los	médicos	 podrían	 utilizar	 para	 descentrar	 la	 imagen	 sin	 grandes	 cambios	 en	 la	
calidad	 de	 la	 imagen.	 Este	 descentramiento	 proyectaría	 la	 imagen	 en	 el	 área	 parafoveal.	
Ambos	 sistemas	 ofrecen	 resultados	 iguales	 en	 términos	 de	 calidad	 óptica	 y	 visual	 para	
distancias	lejanas	y	cercanas	y	las	diferencias	son	pequeñas.	
En	 el	 capítulo	 final	 (capítulo	 7)	 se	 recogen	 todas	 las	 conclusiones	 finales	 de	 la	 Tesis	
doctoral	 actual.	 También	 se	 incluyen	 algunas	 ideas	 para	 el	 trabajo	 futuro	 en	 el	 campo	
específico	de	la	investigación.	
Al	 final,	 el	 apéndice	 A	 incluye	 el	 código	 personalizado	Matlab	 creado	 por	 Georgios	
Zoulinakis	 y	 una	 descripción	 de	 cómo	 funciona.	 Este	 código	 se	 utiliza	 para	 diseñar	






difracción	 con	 el	mismo	 número	 de	 pasos	 que	 la	 línea	 de	matriz	 creada	 previamente.	 El	
programador	en	este	paso	inserta	toda	la	información	necesaria	sobre	la	altura	del	escalón,	
el	 factor	 de	 apodización,	 el	 ancho	 del	 patrón	 de	 difracción,	 el	 número	 de	 escalones	 de	








puntos.	Este	archivo	de	 texto	se	 introduce	en	el	 software	de	 trazado	de	rayos	que	realiza	
una	revolución	de	esta	media	sección	alrededor	del	eje	óptico	y	crea	la	superficie	de	la	LIO	










Correcting	 elements	 such	 as	 intraocular	 lenses	 (IOL)	 and	 contact	 lenses	 (CL)	 are	
commonly	 used	 in	 ophthalmology	 in	 order	 to	 correct	 refractive	 errors,	 presbyopia	 and	
cataract.	 Thus,	 these	 optical	 elements	 are	 in	 the	 center	 of	 scientific	 research	 and	
development.	 The	 optical	 impact	 of	 these	 elements	 is	 the	 main	 subject	 of	 this	 Doctoral	
Thesis.	 The	 optical	 impact	 refers	 to	 the	 optical	 results	 that	 these	 elements	 induce	 in	 the	
optical	system	of	the	human	eye.	The	visual	impact	is	also	simulated	and	calculated	in	order	
to	 find	 the	 differences	 between	 the	 optical	 and	 the	 visual	 quality	 of	 a	 human	eye	model	
with	correcting	elements.	
Thus,	then	present	Thesis	is	about	developing	models	using	simulations	in	a	computer-
programming	 environment	 to	 address	 the	 optical	 and	 visual	 impact	 of	 optical	 elements	
applied	in	elderly-related	disabilities	and	to	propose	alternatives	to	current	approaches.	All	
the	 designs	 in	 this	 Thesis	 are	 about	 IOLs	 and	 CLs	 that	 are	 designed	 following	 general	
characteristics	and	not	specific	guidelines	of	a	patent	or	an	element	that	is	copyrighted.	
In	the	first	chapter,	there	 is	a	general	 introduction	of	the	topic.	There	 is	 information	
about	 the	 human	 eye	 biology	 and	 its	 different	 parts.	 There	 is	 a	 description	 of	 the	





is	 done,	 the	 Navarro,	 the	 Arizona	 and	 the	 Liou-Brennan	 eye	 models.	 The	 comparison	 is	
about	 the	ability	of	 these	models	 to	 simulate	accommodation	and	 if	 the	 results	 that	 they	
produce	are	the	same	or	if	there	are	differences	and	where	these	differences	are	due	to.	
In	 the	 third	chapter,	 there	 is	a	 study	about	 the	dioptric	power	distribution	between	
the	anterior	and	posterior	surfaces	of	a	monofocal	IOL.	In	this	chapter	is	tested	whether	the	
anterior	or	the	posterior	surface	of	an	IOL	is	optimal	to	carry	the	largest	amount	of	dioptric	






The	customization	 is	on	 the	anterior	corneal	 surface	 that	 is	altered	with	 topographic	data	




In	 the	 fifth	 chapter,	 there	 is	 a	 continuation	of	 the	previous	 study.	Diffractive	bifocal	
IOLs	are	designed	in	the	same	group	of	personalized	human	eye	models	and	the	optical	and	
visual	 results	 are	 compared.	 The	 IOLs	 are	 tested	 without	 the	 combination	 of	 CLs	 in	 this	
study.	 There	 is	 also	 a	 comparison	 of	 different	 misalignments	 (decentrations	 and	 tilts)	 in	
order	to	compare	the	designs’	tolerance	in	such	conditions	for	far	and	near	target	distances.	
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The	aim	of	 this	 Thesis	 is	 to	develop	 theoretical	human	eye	models,	with	or	without	
optical	 correcting	 elements,	 using	 simulations	 in	 a	 computer-programming	 environment.	
The	purpose	of	this	development	is	to	address	the	optical	and	visual	impact	of	these	optical	
elements	when	applied	in	elderly-related	refractive	disabilities	and	to	propose	alternatives	

















of	 his	 environment,	 vision.	 Vision	 as	 a	 sense	 is	 the	 process	 of	 image	 collection	 and	
conversion	 into	 an	 appropriate	 signal	 which	 the	 brain	 can	 collect,	 process	 and	 act	




The	 eye	 is	 positioned	 into	 a	 bony	 cavity.	 That	 cavity	 is	 specially	 configured	 to	 offer	
protection	 to	 the	 eye	 from	 external	 hazards.	 Provides	 support	 to	 the	 eye	 and	 to	 the	
oculomotor	muscles,	offers	enlarged	 field	of	vision	and	a	hole	 for	 the	optic	nerve	 to	pass	
through	and	travel	to	the	brain.	The	eye	is	almost	spherical,	it	has	a	diameter	of	about	23-24	









•	 The	 choroid	 (or	 uvea),	 which	 is	 full	 of	 blood	 vessels	 and	 provides	 O2	 and	 other	
nutrients	to	the	retina.	
•	The	photosensitive	retina,	which	is	responsible	for	the	collection	of	the	light	and	the	
conversion	 to	 a	 light	 stimulus	 (electrical	 impulse)	 which	 is	 transferred	 through	 the	 optic	
nerve	to	the	brain.[1]	
At	the	anterior	part,	 the	sclera	changes	 its	structure	and	 is	converted	to	the	cornea.	
Behind	 the	cornea	 (in	 the	 interior	part	of	 the	eye)	 is	 the	 iris,	 the	colored	part	of	 the	eye,	





























of	 the	 iris	 and	 the	 central	 portion	 of	 the	 anterior	 lens	 capsule.	 The	 posterior	 chamber	 is	
bounded	by	the	rear	surface	of	 the	 iris,	ciliary	body,	 lateral	and	posterior	capsule	and	the	
vitreous.[2]	
•	The	ciliary	body	extends	from	the	roots	(basis)	of	the	 iris	to	the	edge	of	the	retina	










expansion	and	contraction	 in	order	to	alter	the	shape	of	 the	crystalline	 lens.	The	aqueous	
humour	 is	 the	 liquid	that	 fills	 the	anterior	and	posterior	chamber.	 It	 is	 responsible	 for	 the	
intraocular	 pressure	 (IOP)	 and	 provides	 nutrients	 to	 the	 avascular	 cornea	 and	 crystalline	
lens.	











of	 Zinn	 zone	 and	 is	 surrounded	 by	 the	 aqueous	 humour.	 The	 aqueous	 is	 responsible	 for	







distinguished	 to	 the	 anterior	 and	 posterior	 capsule.	 The	 anterior	 capsule	 is	 the	 base	
membrane	of	the	epithelium	of	the	lens	(lens	epithelium).	
2.	The	lens	epithelium.	It	is	located	in	the	posterior	surface	of	the	anterior	lens	capsule	









of	 an	 onion),	 which	 offers	 to	 the	 lens	 a	 gradient	 (variating)	 index	 of	 refraction	 along	 its	
radius.	 In	 the	 central	 core	 the	 refractive	 index	 of	 the	 lens	 is	 fixed	 and	 decreases	 as	 the	
distance	 from	 the	 cortex	 increase	 (as	we	move	 towards	 the	 capsule).	 This	 change	 of	 the	
refractive	 index	results	 in	a	gradual	and	continuous	refraction	of	the	 incoming	rays,	which	





The	main	 role	 of	 the	 crystalline	 lens	 is	 to	maintain	 a	 sharp	 and	 clear	 image	 on	 the	
retina.	 Thus,	 when	 the	 eye	 observes	 a	 distant	 target,	 the	 ciliary	 muscle	 is	 relaxed	 with	













Our	 knowledge	 about	 the	 accommodation	 mechanism	 is	 based	 on	 the	 Helmholtz	
theory[3].	 During	 the	 adaptation	 process,	 when	 the	 eye	 is	 needed	 to	 focus	 on	 a	 nearby	
target,	the	ciliary	body	is	retracted,	causes	relaxation	of	Zinn	zone	fibers.	Thus	the	lens	takes	

















The	mechanism	"stimulus	 -	 response"	 that	 triggers	 the	process	of	adjustment	 is	not	
fully	understood	yet.	It	is	not	clear	how	the	human	brain	understands	in	what	direction	will	
be	 the	 change	 in	 the	 refractive	 index	 when	 the	 eye	 has	 a	 blurred	 image	 as	 a	 stimulus,	
although	there	are	signs	that	in	this	a	leading	role	have	the	chromatic	aberrations.	
While	an	eye	rests,	the	focal	distance	is	at	infinity	and	the	refractive	power	of	the	lens	





















until	 today	 is	 an	 area	 that	 attracts	 the	 interest	 of	 many	 scientists.	 This	 mainly	 occurs	








The	 lens	 theories	 describe	 all	 the	 age	 changes	 that	 affect	 the	 lens.	 As	 mentioned	
above	during	accommodation,	the	Zinn	zonules	relax	and	the	elastic	lens	capsule	returns	to	
its	 normal	 (and	more	 spherical)	 shape.	 It	 has	been	observed	 that	 crystalline	 lenses	which	
were	extracted	in	vitro	from	elderly	people,	slightly	changed	their	shape	in	relation	to	the	
lenses	 which	 were	 extracted	 from	 younger	 ones,	 when	 the	 capsule	 was	 removed.	 That	
happened	because	the	lens	fibers	that	were	generated	by	the	epithelium	superimposed	on	
the	former	ones,	which	could	not	get	out	from	the	lens.	Thus	the	increasing	population	of	
the	 fibers	 fills	 the	 volume	 of	 the	 lens	 capsule.	 The	 fibers	 stick	 together	 and	 create	 a	
"hardened	core"	of	the	same	substance	of	the	lens.	The	thickness	of	the	lens,	its	weight	and	
volume	 increase	 and	 the	 lens	 becomes	 more	 spherical	 and	 rigid.	 There	 are	 also	 other	
studies[6,	7]	which	observed	that	both	the	elasticity	of	the	lens	and	its	capsule	decrease	with	













Schachar	 in	 1996[8].	 Another	 theory	 of	 presbyopia	 is	 based	 on	 the	 alteration	 of	 the	
connection	geometry	of	the	Zinn	zone	fibers	with	the	lens	over	ageing	(known	as	geometric	
theory).	According	 to	 this	 theory,	because	of	 the	 increased	volume	 (and	 thickness)	of	 the	




curvature	of	 the	 lens	 and	 reduces	 the	 accommodation.	 In	 fact	 there	 are	no	experimental	






explain	 presbyopia.	However	 it	 has	 not	 yet	 been	 clear	whether	 the	 changes	 in	 the	 ciliary	
muscle	 and	 lens	 occur	 simultaneously	 or	 if	 the	 ones	 are	 the	 result	 of	 the	 other.	 In	 the	
human	 eye,	 the	 lens	 loses	 its	 elasticity	 and	 the	 movement	 of	 the	 ciliary	 muscle	 during	
accommodation	 decrease	 with	 age.	 It	 is	 possible	 that	 the	 crystalline	 lens	 becomes	 less	
elastic	because	the	ciliary	muscle	 loses	 its	ability	to	 interact	with	 it.	 It	 is	also	possible	that	
the	movement	 of	 the	 ciliary	muscle	 is	 reduced	by	 the	 inability	 of	 shape	 alteration	 of	 the	
crystalline	 lens	 due	 to	 its	 reduced	 flexibility.	 It	 is	 also	 possible	 that	 all	 ageing	 changes	
mentioned	above	occur	simultaneously	 indicating	a	unified	"failure	of	the	accommodation	
system."	
Eventually,	 evidence	 up	 to	 date	 show	 that	 the	 primary	 changes	 that	 contribute	 to	















light	 scattering	 and	 reduce	 of	 lens	 transparency.	 The	 chemical	 modification	 of	 nuclear	














Below	 there	 is	 a	 report	 of	 some	 popular	 and	 state	 of	 the	 art	 ways	 to	 address	 the	
errors	 that	 are	 caused	 by	 presbyopia.	 There	 is	 a	 short	 description	 of	 them	 and	 a	 more	
detailed	one	for	the	main	elements	that	were	used	in	this	work:	the	intraocular	lenses	(IOLs)	
and	the	contact	lenses	(CLs).	









IntraCOR	–	 Intrastromal	 presbyopia	 correction,	 a	 surgical	 procedure	 with	
	 Femtosecond	 Laser	 that	 creates	 concentric	 circle	 cuts	 in	 the	 corneal	 stroma.	 The	








their	 spectacles.	 There	 are	 different	 types	 of	 CLs	 (rigid,	 soft,	 monofocal,	 multifocal	 etc.)	









(such	 as	 spectacles)	 for	 another	 distance.	 The	monofocal	 lenses	 can	 be	 chosen	 to	 be	 of	
different	powers	so	that	a	monovision	situation	is	triggered.	
Multifocal	CLs	are	also	common	for	presbyopic	people.	These	lenses	have	concentric	















There	 is	 a	 large	 variety	 of	 IOLs:	 monofocal,	 bifocal,	 multifocal,	 adaptive	 IOLs	 of	
different	types	of	polymeric	materials	and	silicones.	The	research	field	behind	these	lenses	








and	divides	 the	 lens	 into	 small	pieces	using	ultrasounds.	Then,	 the	 lens	pieces	are	 sucked	
out	by	a	vacuum	device	and	the	insertion	of	the	IOL	is	done	through	a	specific	syringe,	which	










In	 this	 work	 all	 the	 studies	 are	 about	 simulations.	 In	 order	 to	 simulate	 optical	 and	
visual	 results	 in	 human	 eyes	 an	 optical	 designing	 program	 was	 implemented.	 In	 this	
program,	different	theoretical	eye	models	were	designed	and	used.	
Theoretical	 eye	 models	 are	 a	 tool	 that	 represents	 the	 human	 eye	 by	 using	 mean	
values	 for	 the	 parameters	 of	 their	 designs	 (radius	 of	 curvature,	 refractive	 indices,	
thicknesses	 etc.).	 These	 mean	 values	 come	 from	 studies	 all	 around	 the	 world	 that	 have	
measurements	from	human	eyes.	
The	 eye	models	 can	 be	 divided	 in	many	 categories.[15]	 There	 can	 be	 categories	 like	
reduced	 or	 anatomical	 (depending	 on	 the	 number	 of	 surfaces	 that	 they	 use),	
monochromatic	 or	 polychromatic	 (depending	 on	 the	 refractive	 index	 dispersion),	 with	
homogeneous	or	gradient	index	crystalline	lens,	unaccommodated	or	accommodative,	age-
independent	or	aging	and	many	more.	








In	 this	 figure	 are	 obvious	 the	 different	 parts	 of	 the	 eye	model	which	 in	 the	 optical	




































or	 alterations	 of	 old	 ones	[15,	 18].	 There	 has	 also	 been	 research	 in	 trying	 to	 create	 an	 eye	
model	 to	 fit	 the	 statistical	 data	 collected	 from	 healthy	 people[19].	 In	 the	 end	 there	 is	 no	
model	 that	 could	 be	widely	 used	 in	 the	 visual	 research	 field.	 All	 of	 them	 use	 almost	 the	
same	parameters,	 based	on	 the	way	 that	 they	 are	designed	 (e.g.	mean	parameter	 values	
based	on	population,	optimized	parameters	 for	 specific	 results	 etc.).	Differences	between	
simple	 and	 more	 complicated	 designs	 (with	 three	 or	 four	 refractive	 surfaces)	 exist,	
depending	on	the	reason	for	which	they	are	used.	Some	models	are	designed	either	with	a	
simple	 crystalline	 lens,	 or	 with	 grading	 refractive	 index	 or	 even	 with	 an	 accommodating	
crystalline	 lens.	 Each	 model	 has	 advantages	 and	 disadvantages,	 can	 simulate	 different	
procedures,	parameters	and	metrics	of	the	human	eye[15,	20].	
Nevertheless,	there	is	still	need	for	more	eye	models	in	order	to	cover	different	areas	





model[18],	 which	 is	 accommodating	 by	 using	 mathematical	 functions	 and	 the	 Liou-
Brennan[17],	which	is	a	more	anatomically	accurate	model.	
The	Navarro	model[16],	was	 firstly	 created	 in	1985	and	consists	out	of	 four	 centered	
aspheric	refracting	surfaces.	Each	one	of	them	represents	a	refracting	surface	of	the	human	
eye:	 two	for	 the	cornea	and	two	for	 the	crystalline	 lens.	 It	also	uses	a	 flat	 retinal	surface,	
although	 there	 are	 also	 versions	 with	 spherical	 retinal	 surface	 as	 well.	 The	 main	
characteristic	of	this	model	is	that	it	has	a	flat	surface	as	a	retina.	This	makes	it	suitable	for	
on	 axis	 simulations.	 As	 rays	 create	 an	 angle	 in	 respect	 to	 the	 optical	 axis	 the	 image	 gets	
defocused	and	the	coma	aberration	increases.	The	other	models	use	a	spherical	surface	for	
the	 retina.	 It	 is	 a	 simple	model	with	 rotational	 symmetry,	 axial	 length	24	mm	and	a	 total	
dioptric	power	of	60.4	D.	
The	Arizona	model[18],	is	also	rotationally	symmetric.	It	has	the	ability	to	accommodate	




functions	 that	 change	 the	 geometry	 of	 the	 crystalline	 lens,	 its	 refractive	 index	 and	 the	
anterior	 chamber	 depth.	 In	 this	way	 it	 can	 simulate	 every	 particular	 change	 of	 its	media	
during	 the	 accommodation	 process.	 Its	 axial	 length	 is	 24.003	 mm	 but	 the	 total	 dioptric	
power	depends	on	the	accommodation	distance.	
A	more	anatomically	accurate	model	was	created	by	H.	Liou	and	N.	Brennan	in	1997[15,	





There	 are	 accommodative	 models	 in	 our	 knowledge	 such	 as	 the	 Arizona	 that	 can	
accommodate	 by	 their	 own	 and	 even	 simulate	 the	 ageing	 of	 the	 eye[24].	 There	 are	 also	
computer	animated	models	that	show	how	the	parts	of	the	eye	move	with	accommodation	





accommodative.	 Values	 chosen	 from	 the	 literature	 were	 inserted	 in	 order	 to	 simulate	
accommodation[31].	 This	 comparison	 study	 will	 provide	 us	 knowledge	 on	 simulation	 of	
accommodation	with	different	customized	models.	
Comparing	 to	 previous	 works	 mentioned	 above,	 in	 this	 study	 we	 compare	 one	
accommodative	and	 two	non-accommodative	models.	 The	main	 target	 is	 to	 check	 if	 non-
















two	 for	 the	 crystalline	 lens.	 In	 the	 Liou-Brennan	model	 the	 crystalline	 lens	 has	 a	 grading	
refractive	 index	and	was	designed	by	 two	different	parts,	one	 for	 the	anterior	part	of	 the	
lens	and	one	for	 the	posterior.	The	refractive	 indices	and	the	thicknesses	of	all	 the	media	
were	taken	from	the	original	articles.	







it.	 In	 order	 to	 compare	 accommodation	 results	 between	 these	models,	 the	 Navarro	 and	
Liou-Brennan	models	had	to	accommodate	as	well.	







that	was	 used	was	 587.6	 nm,	which	 is	 the	middle	 one	of	 the	F,	 d,	 C	 (Visible)	wavelength	
group	in	the	Wavelength	Data	Editor.	
In	every	distance	all	models	were	optimized.	That	was	done	because	of	changing	their	
parameters	 (radii	 of	 curvature	 of	 the	 lens,	 thicknesses	 of	 their	 media	 etc.	 as	 it	 will	 be	
explained	 in	 the	 following	 paragraphs)	 in	 order	 to	 accommodate.	 The	models	 had	 to	 be	
optimized	in	order	to	create	a	clear	image	on	the	retina	with	the	given	parameters	and	to	


















variable	 that	 was	 chosen	 and	 made	 all	 the	 calculations	 in	 order	 to	 minimize	 the	 merit	
function	value.	In	the	end	it	returned	the	best	value	of	the	chosen	variable.	




As	 an	 optimization	 variable	 was	 selected	 the	 vitreous	 thickness.	 That	 was	 done	









The	 changes	 of	 the	 ocular	 system	 during	 accommodation	 are	 known	 and	 studied	
thoroughly	before.	All	these	changes	happen	with	a	small	increase	in	the	total	length	of	the	
eye[31-37].	
In	 order	 to	 make	 the	 Navarro	 and	 Liou-Brennan	 models	 to	 accommodate,	 specific	
values	from	the	literature	were	used[31].	
While	accommodating	the	anterior	chamber	depth	decreases	and	the	crystalline	lens	










The	 parameters	 that	 were	 changed	 during	 accommodation	 were:	 the	 anterior	
chamber	depth	between	3.35	mm	and	3.23	mm,	lens	thickness	between	3.85	mm	and	4.03	
mm	 (corresponding	 Thickness	 box	 of	 each	 line),	 anterior	 radius	 of	 curvature	 of	 the	
crystalline	lens	between	12.8	and	11.5	mm	and	posterior	radius	between	5.96	and	5.22	mm	





The	Arizona	model	has	 an	algorithm	 that	makes	 it	 accommodative[18].	 In	 this	way	 is	




















In	 the	 following	 results	 “non-optimized”	 refers	 to	 each	 model	 coming	 from	 the	
literature,	 without	 any	 optimization.	 “Optimized”	 refers	 to	 each	 model	 after	 the	
optimization	process	that	was	mentioned	earlier.	
For	graphical	comparison,	image	diffraction	analysis	was	used.	In	figure	2.1	there	is	a	
comparison	 between	 letter	 F	 diffraction	 images	 from	 each	 model	 at	 all	 distances.	 As	












are	 more	 obvious	 in	 the	 Navarro	 model.	 In	 both	 models,	 optimized	 spot	 diagrams	 are	










































Distance	of	target	(m)	 Infinity	 3.0	 1.0	 0.5	
Accommodative	level	(D)	 0.00	 0.33	 1.00	 2.00	
Navarro	total	length	(mm)	 24.27	 24.33	 24.39	 24.48	
Liou-Brennan	total	length	
(mm)	



































optimized	 Infinity	 4.0	 382.6	 69.9	 0.8	
Optimized	
Infinity	 4.0	 -77.3	 89.3	 0.5	
3.0	m	 3.6	 -62.3	 59.4	 0.3	
1.0	m	 3.2	 -49.0	 38.1	 0.2	










Infinity	 4.0	 74.9	 17.8	 0.2	
3.0	m	 3.6	 68.7	 16.3	 0.2	
1.0	m	 3.2	 55.7	 12.9	 0.2	













optimized	 Infinity	 4.0	 162.4	 32.3	 -0.4	
Optimized	
Infinity	 4.0	 103.5	 72.1	 1.1	
3.0	m	 3.6	 86.8	 49.7	 0.6	
1.0	m	 3.2	 75.0	 34.4	 0.4	
0.5	m	 3.0	 75.6	 31.4	 0.5	
	
The	RMS	diameter	is	the	root-mean-square	error	radial	size.	It	is	a	rough	image	of	the	
spread	of	 rays	on	the	retinal	 field.	The	Airy	disk	diameter	shows	the	diameter	of	 the	 light	
spot	focused	on	the	retina	and	depends	on	the	diffraction	of	light	through	the	pupil	and	its	
diameter[38,	39].	
















RMS	radius	(μm)	 21.5	 		 3.5	
Airy	diameter	
(μm)	 5.2	 	 8.4	
Optimized	
Infinity	
RMS	radius	(μm)	 8.4	 6.2	 15.9	
Airy	diameter	
(μm)	 5.2	 7.0	 5.1	
Optimized	3	m	
RMS	radius	(μm)	 5.9	 5.7	 13.2	
Airy	diameter	
(μm)	 5.8	 7.0	 5.7	
Optimized	1	m	
RMS	radius	(μm)	 4.1	 4.6	 11.4	
Airy	diameter	
(μm)	 6.6	 7.0	 6.5	
Optimized	0.5	
m	
RMS	radius	(μm)	 3.5	 2.6	 11.8	
Airy	diameter	














In	 the	 present	 study	 there	 has	 been	 a	 comparison	 between	 three	 schematic	 eye	
models	(Navarro,	Arizona	and	Liou-Brennan)[16-18]	 in	terms	of	accommodation.	The	Arizona	






the	 target	 distance	 was	 decreasing.	 All	 the	 parameter	 changes	 were	 selected	 from	 the	









distances	 but	 the	 image	 gets	 clearer	 as	 the	 target	 distance	 decrease.	 The	 Liou-Brennan	


















small	 and	 comparable	 between	 them.	Our	 simulations’	 results	 are	 in	 the	 same	way	with	













almost	 zero.	 It	 can	 be	 observed	 that	 the	 sphere	 and	 spherical	 aberration	 increase	 or	
decrease	 (in	 absolute	 values)	 in	 parallel.	 In	 other	 words,	 the	 spherical	 aberration	 always	
tries	 to	 correct	 the	 total	 sphere	 that	 is	 produced	 by	 the	 cornea	 and	 the	 accommodation	
process.	
According	to	our	results	we	have	observed	that	the	non-accommodative	eye	models	
can	 simulate	 accommodation	 if	 they	 are	 fed	 with	 sufficient	 and	 correct	 data.	 To	 our	
knowledge	 there	 in	 no	 study	 to	 compare	 our	 findings	 with,	 but	 there	 exists	 a	 work	 in	
comparing	non	accommodative	eye	models[41].	 If	we	compare	our	findings	with	this	study,	
then	 we	 have	 to	 agree	 that	 the	 Liou-Brennan	 model	 is	 more	 accurate	 to	 the	 biological	
human	eye.	 It	 is	more	 detailed	 by	 using	 a	 gradient	 refractive	 index	 lens	 and	 a	 decentred	
pupil	but	this	does	not	make	it	the	perfect	model.	If	this	model	is	selected	to	simulate	a	real	
human	eye	then	more	data	are	needed	to	be	input,	in	order	to	be	more	accurate.	There	is	
no	model	 eye	 that	we	 can	propose	 as	 the	best	 and	 the	 selection	depends	 always	 on	 the	
study,	the	data	that	are	used	and	the	complexity	of	the	model	that	is	needed.	
In	 the	 field	 of	 the	 vison	 science	 there	 are	 many	 works	 about	 accommodating	 eye	




with	 the	 ones	 of	 accommodating	 eye	models.	 So,	 in	 a	 possible	 input	 of	 customized	 data	
from	a	specific	subject,	they	should	be	able	to	simulate	this	customized	eye	as	well.	These	
simulations	could	be	a	first	tool	in	simulating	far	and	near	vision	for	specific	applications	like	




halos,	 lightscattering,	 loss	of	 contrast	 sensitivity	etc.	 It	has	 to	be	noted	 that	 these	 can	be	
only	the	first	results,	and	further	research,	tests	and	analysis	should	be	considered.	
We	 can	 conclude	 that	 the	 three	 models	 simulated	 accommodation	 in	 good	
accordance	 compared	 between	 each	 other.	 Every	 difference	 between	 the	 simulations’	
results,	can	be	changed	by	changing	the	parameters	of	their	optical	media.	Providing	them	










Power distribution in monofocal spherical 




















The	field	of	the	IOLs	 is	growing	and	there	 is	a	 lot	of	research	being	carried	on	about	
their	designs	and	the	results	that	different	IOLs	offer	and	how	to	predict	and	calculate	the	
results.[47,	 48]	 In	 this	 project	 the	main	 purpose	 is	 to	 find	 out	which	would	 be	 the	 optimal	
power	distribution	between	the	surfaces	of	an	IOL.	Would	it	be	better	to	have	more	power	
on	the	anterior	or	the	posterior	surface	of	the	IOL?	After	answering	that	question,	the	next	
step	would	be	 to	 find	out	which	would	be	 the	optimal	 choice	 to	design	 the	asphericities,	
either	on	the	anterior	or	posterior	surface	of	an	IOL.		
In	the	end,	the	main	purpose	of	this	study	was	to	find	out	which	would	be	the	optimal	















The	 Navarro	 eye	 model[16]	 was	 implemented	 for	 this	 study.	 There	 are	 more	
complicated	and	new	eye	models	in	our	knowledge	that	could	be	used.[15]	This	was	chosen	
specifically	because	there	was	the	need	of	a	simple	eye	model	for	our	research.	In	any	case,	
more	complicated	models	are	used	 in	order	to	describe	differences	 in	the	crystalline	 lens,	





Two	 different	 types	 of	 projects	 were	 done	 in	 this	 study,	 both	 of	 them	 based	 on	
designing	IOLs	with	different	parameters.	The	first	one	was	about	the	power	distribution	of	
the	 total	 dioptric	 power	of	 the	 lens	between	 its	 two	 surfaces.	 The	 second	one	was,	 after	

































aqueous	 humor.	 For	 the	 anterior	 surface	 of	 the	 lens,	 𝑛!	 is	 the	 IOL	 index	 and	 𝑛!	 is	 the	
aqueous	index	(1.337).	For	the	posterior	surface	of	the	IOL	𝑛!	and	𝑛!	are	the	opposite.	
When	the	design	of	each	lens	was	done,	the	next	step	was	to	optimize	each	eye	model	
with	 this	 particular	 lens.	 The	 main	 purpose	 of	 this	 was	 that	 we	 wanted	 to	 observe	 the	
difference	between	 the	optical	 impact	 (optical	 result)	of	 these	 lenses,	 taking	 into	account	




The	 optimization	 process	 was	 done	 with	 the	 optimization	 tool	 of	 the	 ray	 tracing	























Either	 if	 the	 asphericities	were	designed	on	 the	 anterior	 or	 posterior	 surface,	 these	were	



















Our	 results	 were	 collected	 after	 the	 ray	 tracing	 procedure	 that	was	 done	 from	 the	




















Anterior	surface	power	portion	 0%	 25%	 50%	 75%	 100%	
IOL	total	power	(D)	 -10	
Total	wavefront	RMS	error	(nm)	 29.3	 28.6	 27.5	 26.1	 24.4	
Spherical	aberration	(nm)	 29.7	 28.9	 27.8	 26.4	 24.7	
RMS	radius	(μm)	 7.752	 7.570	 7.305	 6.952	 6.508	
Geo	radius	(μm)	 13.606	 13.287	 12.821	 12.202	 11.422	
IOL	total	power	(D)	 10	
Total	wavefront	RMS	error	(nm)	 36.6	 34.9	 33.4	 32.2	 31.3	
Spherical	aberration	(nm)	 37.1	 35.3	 33.8	 32.6	 31.6	
RMS	radius	(μm)	 6.576	 6.255	 5.982	 5.758	 5.582	
Geo	radius	(μm)	 11.544	 10.979	 10.501	 10.108	 9.799	
IOL	total	power	(D)	 20	
Total	wavefront	RMS	error	(nm)	 56.0	 46.5	 39.5	 34.7	 32.3	
Spherical	aberration	(nm)	 56.6	 47.1	 39.9	 35.1	 32.6	
RMS	radius	(μm)	 8.676	 7.190	 6.085	 5.339	 4.940	
Geo	radius	(μm)	 15.238	 12.625	 10.683	 9.373	 8.672	
IOL	total	power	(D)	 30	
Total	wavefront	RMS	error	(nm)	 95.8	 68.4	 50.0	 39.6	 37.1	
Spherical	aberration	(nm)	 97.0	 69.3	 50.6	 40.1	 37.5	
RMS	radius	(μm)	 13.108	 9.323	 6.776	 5.342	 4.965	
Geo	radius	(μm)	 23.053	 16.382	 11.899	 9.379	 8.714	
IOL	total	power	(D)	 40	
Total	wavefront	RMS	error	(nm)	 165.6	 104.7	 66.8	 49.0	 50.2	
Spherical	aberration	(nm)	 167.5	 105.9	 67.6	 49.6	 50.8	
RMS	radius	(μm)	 20.346	 12.779	 8.095	 5.880	 5.960	
























In	 table	3.2	are	shown	all	 the	collected	results	 for	 the	wavefront	RMS	error	and	the	
coefficients	 for	 sphere,	 spherical	 aberration	 and	 secondary	 spherical	 aberration	 for	 the	
second	project	of	this	study.	The	results	are	grouped	per	IOL	power,	for	the	anterior	and	the	
posterior	surface	asphericities	and	for	power	distribution	of	70%,	75%	and	80%	of	the	total	
dioptric	 power	 on	 the	 anterior	 surface	 of	 the	 lens.	 The	 comparison	 between	 these	







Power	Distribution	 70%	 75%	 80%	 70%	 75%	 80%	
IOL	power	(D)	 -10	
RMS	(nm)	 44.3	 41.0	 38.2	 101.3	 123.8	 119.0	
Sphere	(nm)	 -1.0	 -0.9	 -0.7	 -8.2	 -13.2	 -43.1	
Spherical	aberration	(nm)	 -7.0	 -6.2	 -5.5	 -28.0	 -38.5	 30.0	
Secondary	Sph.	Aber.	(nm)*	 -44.5	 -41.3	 -38.5	 -97.2	 -116.1	 -103.2	
IOL	power	(D)	 10	
RMS	(nm)	 133.7	 126.5	 132.2	 371.5	 401.0	 430.9	
Sphere	(nm)	 7.3	 8.2	 9.0	 -2.2	 -3.0	 -3.8	
Spherical	aberration	(nm)	 69.4	 29.0	 -11.2	 373.2	 404.1	 434.9	
Secondary	Sph.	Aber.	(nm)*	 114.2	 121.3	 128.5	 53.6	 47.2	 40.8	
IOL	power	(D)	 20	
RMS	(nm)	 63.1	 55.4	 49.4	 232.4	 281.8	 334.9	
Sphere	(nm)	 0.6	 0.4	 0.3	 1.9	 1.1	 -1.6	
Spherical	aberration	(nm)	 -4.8	 -3.5	 -2.6	 218.3	 275.6	 333.7	





RMS	(nm)	 51.5	 43.5	 37.4	 160.0	 209.5	 280.3	
Sphere	(nm)	 0.2	 0.1	 0.1	 5.9	 2.8	 -0.2	
Spherical	aberration	(nm)	 -2.1	 -1.3	 -0.8	 99.3	 183.2	 270.5	
Secondary	Sph.	Aber.	(nm)*	 52.1	 44.1	 37.9	 126.4	 108.1	 89.8	
IOL	power	(D)	 40	
RMS	(nm)	 52.4	 41.4	 33.3	 170.0	 211.5	 305.9	
Sphere	(nm)	 0.1	 0.1	 0.0	 8.8	 3.9	 -1.1	
Spherical	aberration	(nm)	 -1.3	 -0.6	 -0.1	 47.7	 163.5	 288.9	
























In	 the	 first	 project	 the	 optical	 results	 of	 IOLs	 with	 a	 given	 optical	 power	 and	 with	









10,	 10	 and	 20	 D)	 the	 optical	 quality	 is	 not	 changing	 that	much	with	 the	 different	 power	
distributions.	 For	 greater	 dioptric	 powers	 is	 obvious	 that	 there	 is	 a	 larger	 difference	
between	the	results.	It	could	be	advised	that	the	optimal	power	distribution	could	be	~75%	
of	 the	 total	 dioptric	 power	 to	 be	 given	 on	 the	 anterior	 surface,	 while	 the	 rest	 is	 on	 the	









In	 the	 second	 project,	 the	 results	 of	 the	 first	 were	 needed.	 Thus,	 we	 used	 the	
conclusion	from	the	first	project	that	the	75%	of	the	total	dioptric	power	has	to	be	given	on	
the	 anterior	 surface	 for	 better	 optical	 quality	 results.	 In	 this	 project,	 the	 purpose	was	 to	
compare	 a	 small	 range	 of	 power	 distributions	 (between	 70%	 and	 80%)	 in	 addition	 to	
asphericities	designed	either	on	the	anterior	or	the	posterior	surface	of	the	IOL.	
From	 the	 results	 in	 table	 3.2	 and	 in	 figure	 3.4	 can	 be	 observed	 that	 better	 optical	
quality	is	provided	to	the	optical	system	(theoretical	eye	model)	when	the	asphericities	are	











From	 figure	 3.5	 is	 obvious	 that	 when	 the	 asphericities	 are	 placed	 on	 the	 posterior	
surface	 of	 the	 lens	 the	 optical	 quality	 decrease.	 Here	 we	 have	 to	 note	 that	 if	 more	







given	 on	 the	 anterior	 surface	 of	 the	 IOL.	 In	 this	 way,	 a	 better	 optical	 result	 could	 be	
obtained	in	the	end.	
Concluding,	for	IOL	designing,	it	is	better	to	design	a	75	–	80%	of	the	optical	power	on	
the	 anterior	 surface	 of	 the	 lens.	When	 asphericities	 have	 to	 be	 added,	 it	 is	 better	 to	 be	
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Cataract	 surgery	 is	 a	well-established	and	a	very	efficient	practice	 to	 counteract	 the	
optical	 defects	 caused	by	 cataract.	 In	 such	a	procedure	 the	 cataractous	 crystalline	 lens	of	
the	human	eye	is	replaced	with	an	IOL.	There	are	many	IOL	types	for	a	surgeon	to	choose	
from,	 like	 monofocal	 or	 multifocal	 (which	 address	 the	 loss	 of	 accommodation	 due	 to	
presbyopia),[44]	 having	 spherical	 or	 aspheric	 surfaces,[48]	 high-order-aberration-free	 or	
correcting	IOLs.[50]	There	has	been	a	lot	of	research	on	these	IOLs	and	extensive	studies	on	
their	 optimization.	 Various	 cost	 functions	 have	 been	 considered,	 ranging	 from	 optimizing	
a	single	 aberration	 term	 such	 as,	 for	 example,	 the	 spherical	 aberration	 to	 optimizing	 a	
certain	 retinal	 image	 quality	metric,	 such	 as	 the	 wavefront	mean	 square	 error	 or	 spatial	
frequency	measures.[51-53]	
Although	safety	and	efficacy	outcomes	of	cataract	surgery	are	very	high,	occurrences	
of	 non-optimal	 implementation	 of	 the	 IOL	 have	 also	 been	 reported,	 such	 as	 small	
decentration	and	tilt	of	the	implanted	IOL.[54,	55]	IOL	power	calculation	and	lens	selection	are	
important	 factors,[47]	 which	might	 also	 lead	 to	 some	 errors	 if	 not	 assessed	 accurately.	 In	
such	 cases	 a	final	 diffraction	 error	 could	 reach	 up	 to	 ±2	 dioptres	 (D)	 and	 result	 in	
uncorrected	 astigmatism,	 blurred	 vision,	 or	 photic	 phenomena.[56-58]	 Overall,	 such	
implementations,	although	not	optimal,	could	still	 result	 in	a	successful	surgery,	when	the	
quality	 of	 life	 of	 a	post-cataract	 patient	 is	 considered.	 On	 the	 other	 hand,	 some	 patients	
may	 need	 to	 address	 this	 kind	 of	 non-optimality	 either	 by	 resorting	 to	 a	 secondary	
surgery,[59-62]	or	by	using	spectacles	or	CLs.	
Another	implementation	is	that	the	IOLs	that	are	produced	and	used	come	in	stepped	
powers	 of	 either	 0.25	 or	 0.5	 D.	 This	 means	 that	 there	 is	 often	 a	 small	 residual	 power	
between	the	estimated	power	that	an	eye	needs	and	the	IOL	power	that	is	available.	
Following	 cataract	 surgery,	 misalignment	 of	 IOL	 and	 its	 impact	 upon	 the	 optical	
performance	 of	 an	 eye	 have	 been	 measured	 and	 studied.[63,	 64]	 In	 those	 studies,	 optical	
performance	 evaluation	 is	 usually	 conducted	 using	 ray-tracing	 software	 (e.g.,	 Zemax	 or	
OSLO)	 that	 simulates	 a	 theoretical	 eye	 model	 and	 calculates	 the	 optical	 results	 it	
provides.[50,	52,	64]	
In	 this	 context,	 the	 aim	 of	 our	 study	was	 to	 calculate	 and	 compare	 the	 optical	 and	
visual	outcomes	of	a	range	of	customized	IOL	designs,	both	with	and	without	rounding	their	
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foveal	 visual	 quality.	 Additionally,	 designs	 that	 combine	 an	 IOL	 with	 a	 rigid	 CL	 were	






The	 optical	 design	 customization	 is	 based	 on	 a	 pupil-cantered	 version	 of	 an	
anatomically	accurate	eye	model	of	Liou	and	Brennan,[17]	in	which	the	first	surface	has	been	
replaced	with	an	estimate	of	anterior	cornea	based	on	real	subject	measurements.	 In	 this	
sense,	 retrospective	anonymized	 corneal	height	data	 from	22	normal	 subjects	 aged	18	 to	
35,	 with	 no	 corneal	 surgeries,	 were	 used.	 Noting	 that	 the	 corneal	 topography	 does	 not	
change	 much	 with	 age,	 these	 data	 facilitated	 the	 statistical	 analysis	 of	 the	 considered	
designs.	Alternatively,	statistical	eye	models	could	have	been	used.[65]	The	topographies	had	





one	(astigmatic	group)	 included	12	astigmatic	corneas;	 that	 is,	having	corneal	astigmatism	
above	0.75	D.	No	other	biometric	data	from	those	subjects	were	used	in	our	study.	
The	 raw	 corneal	 height	 data,	 limited	 to	 a	 central	 circular	 6-mm	diameter	 area,	was	
fitted	 with	 the	 set	 of	 fourth-radial-order	 Zernike	 polynomials	 using	 a	 least-squares	
procedure.[66]	 These	estimated	Zernike	polynomial	 coefficients	were	 then	 fed	 into	 the	 ray	
tracing	sofware.		
The	ray	tracing	sofware	nomenclature[67]	used	 in	this	paper	 is	 indicated	by	means	of	
Italics	 font.	 An	 incoming	 ray	 field	 of	 0	 degrees	 and	 a	 wavelength	 of	 587.6	 nm	 are	 used,	
which	 corresponds	 to	 the	 middle	 default	 wavelength	 set	 for	 visible	 spectrum.	
Monochromatic	aberrations	for	a	3	mm	pupil	diameter	were	considered.	Unless	otherwise	
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estimated	 corneal	 height	 Zernike	 coefficients	 are	 based	 on	 discrete	 data,	 they	 do	 not	
constitute	a	truly	orthogonal	system.	That	is	why	the	constant	equivalent	corresponding	to		
0 0 0
0 2 43 5c c c− + 	
is	not	necessarily	equal	to	zero.	We	can	take	advantage	of	this	apparent	drawback	and	
make	 use	 of	 it	 to	 simulate	 some	 variability	 in	 central	 corneal	 thickness	 (CCT).	 The	 group	
average	 CCT	 (mean	 ±	 standard	 deviation),	 as	 measured	 in	 the	 ray	 tracing	 sofware,	 was	
found	 to	 be	 542	 ±	 5	 μm	 and	 536	 ±	 12	 μm	 for	 the	 normal	 and	 the	 astigmatic	 group,	
respectively.	
The	 eye’s	 axial	 length	was	optimized	 in	 the	 ray	 tracing	 sofware.	 For	 this	 purpose,	 a	
Default	Merit	 Function	 is	 used,	 which	minimizes	 the	 wavefront	 root	 mean	 square	 (RMS)	
error	 at	 the	 retinal	 plane.	 This	 exact	 same	 merit	 function	 is	 used	 for	 all	 optimization	
procedures	 mentioned	 in	 this	 paper.	 Considering	 the	 vitreous	 thickness,	 it	 was	 set	 as	 a	
variable	parameter	for	this	optimization,	and	the	group	average	axial	length,	as	measured	in	






The	 eye	 models	 with	 correcting	 elements	 considered	 in	 this	 study	 include	 an	 IOL	
replacement	 of	 the	 crystalline	 lens.	 For	 some	 designs,	 a	 corrective	 CL	 is	 also	 added	




Non	Sequential	 Component	 Editor.	Although	a	Toroidal	 Surface	 in	Sequential	Mode	would	
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provide	 faster	optimization,	 the	Non	Sequential	Mode	 for	 the	simulation	of	 the	 remaining	
capsular	 bag	 which	 will	 host	 the	 IOL	 was	 chosen	 in	 order	 to	 facilitate	 Macro	 Order	







CLs	are	simulated	 in	the	ray	tracing	sofware	by	adding,	 in	the	Lens	Data	Editor,	 four	
surfaces	 in	 front	of	 the	anterior	corneal	 surface.	The	anterior	CL	surface	 is	 simulated	as	a	




Z	 variable.	 For	 all	 CLs,	 the	 thickness	 is	 set	 to	be	0.1	mm,	 the	diameter	 is	 12	mm	and	 the	
refractive	index	is	1.42.	The	simulated	CLs	are	assumed	to	be	rigid.	The	posterior	surface	of	
the	 CL	 is	 the	 Standard	 Surface	 Type	 with	 a	 curvature	 that	 follows	 the	 cornea	 without	





different	 combinations	 of	 IOLs	 and	CLs.	 These	 lenses	 are	 either	 optimized	 to	 be	 ideal	 for	























variables:	 sagittal	 and	 tangential	 radius	 of	 curvature,	 conic	 constant,	 the	 second	 and	 the	
fourth	order	of	asphericity	and	angle	of	rotation	around	the	optical	axis.	This	last	parameter	
is	used	to	correct	the	astigmatism	of	a	model.	
The	 models	 belonging	 to	 the	 real	 IOL	 group	 (real-IOL)	 include	 all	 optimized	 IOLs	











transfer	 function	 (VSOTF).	 The	 VSOTF	 is	 considered	 to	 be	 one	 of	 the	 best	 metrics	 for	
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where	 𝑂𝑇𝐹!" 𝑓! , 𝑓!  represents	 the	 diffraction-limited	 optical	 transfer	 function,	
𝐶𝑆𝐹! 𝑓! , 𝑓!  is	 the	 neural	 contrast	 sensitivity	 function,	 and	 𝑓! , 𝑓! 	 are	 spatial	 frequency	
coordinates.	
The	 ray	 tracing	 results	 that	 the	 sofware	 provides,	 are	 fed	 into	 a	 custom-written	
program	in	Matlab	(The	MathWorks,	 Inc.,	Natick,	USA)	to	yield	estimates	of	the	total	RMS	
wavefront	error	and	VSOTF	for	each	model	and	for	each	subject’s	corneal	height	data.	The	
program	 uses	 as	 input	 the	 wavefront	 function	 which	 is	 produced	 from	 the	 customized	
anterior	 cornea	 and	 the	 pupil	 function	 that	 we	 implement	 in	 the	 ray	 tracing	 sofware	
(circular	 with	 3	 mm	 diameter).	 By	 combining	 these	 two,	 it	 calculates	 the	 pupil	 function	
which,	after	Fourier	transforming,	provides	the	point-spread	function.	A	secondary	Fourier	
transform	 yields	 the	 optical	 transfer	 function	 (OTF)	 of	 the	 system.	 The	 program	 also	
calculates	 the	 diffraction	 limited	 OTF	 (OTFDL)	 and	 the	 neural	 contrast	 sensitivity	 function	













either	 IOL	 tilt	 or	 decentration	 into	 all	 considered	models.	 The	 program	 saves	 the	 Zernike	
coefficient	 text	 files.	 Tilts	 ranged	 between	 0	 and	 5	degrees	 of	 magnitude	 at	 steps	 of	
1	degree.	Decentration	values	ranged	between	0	and	1	mm	at	steps	of	0.25	mm.	Also,	the	
tilt	 and	 decentration	 values	 are	 introduced	 in	 all	 directions,	 at	 steps	 of	 45	 degrees	 (8	
directions	 in	 total).	 The	data	are	processed	 in	 the	 same	manner	as	above	and	 the	 results	





Since	 normality	 of	 the	 data,	 tested	with	 the	 Jarque-Bera	 test,	was	 not	 rejected,	 standard	














































	 0.266±0.110	 	 0.922±0.418	
	 opt_IOL	 	 0.114±0.023	 	 0.122±0.050	
	 real_IOL	 	 0.176±0.022	 	 0.186±0.045	







	 0.227±0.200	 	 0.014±0.027	
	 opt_IOL	 	 0.333±0.160	 	 0.362±0.188	
	 real_IOL	 	 0.326±0.101	 	 0.285±0.107	
	 real_IOL+CL	 	 0.569±0.121	 	 0.509±0.090	
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of	 the	 crystalline	 lens.	 Table	 4.2	 shows	 the	 p-values	 resulting	 from	 the	 paired	 t-tests	
between	each	pair	of	designs	 for	 the	normal	eyes	group.	There	are	statistically	 significant	















Model	groups	 	 opt_IOL	 	 real_IOL	 	 real_IOL+CL	
crystalline	lens	 	 <0.001	 	 0.018	 	 0.001	
opt_IOL	 	 	 	 <0.001	 	 0.043	












opt_IOL	 	 	 	 0.449	 	 0.001	
real_IOL	 	 	 	 	 	 0.001	
	
Table	4.3	 shows	 the	p-values	 resulting	 from	 the	paired	 t-tests	between	each	pair	of	
designs	 for	 the	 astigmatic	 eye	 group.	 There	 are	 again	 statistically	 significant	 differences	





	 Model	groups	 	 opt_IOL	 	 real_IOL	 	 real_IOL+CL	
RM
S	 crystalline	lens	 	 <0.001	 	 <0.001	 	 <0.001	
opt_IOL	 	 	 	 <0.001	 	 0.127	












opt_IOL	 	 	 	 0.053	 	 0.014	






two	 subgroups	 (opt_IOL,	 real_IOL)	 as	 the	 decentration	 increases.	 On	 the	 other	 hand,	 for	
each	particular	 level	of	decentration,	 it	 is	the	real_IOL+CL	subgroup	that	provides	the	best	
average	 VSOTF.	 Furthermore,	 for	 each	 decentration	 level,	 the	 real_IOL+CL	 subgroup	
average	 VSOTF	 is	 better	 than	 that	 obtained	 for	 the	 opt_IOL	 subgroup	 in	 the	 previous	
(smaller)	decentration	step.	In	addition	to	this,	we	observe	that	for	a	0.5	mm	decentration	
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in	 average	 VSOTF	 are	 found	 for	 decentration	 values	 up	 to	 0.5	 mm.	 Two-way	 ANOVA	
revealed	 statistically	 significant	 changes	 in	 average	 VSOTF	 between	 the	 models	 and	 the	
magnitude	 of	 decentration	 (both	 p-values	 less	 than	 0.001)	 but	 not	 for	 the	 interactions	
(p=0.073).		
Similar	observations	can	be	made	for	the	astigmatic	eyes	group	(figure	4.4b).	Similarly	
to	 the	 normal-eye	 group,	 the	 graph	 reveals	 that	 the	 average	 VSOTF	 for	 the	 real_IOL+CL	


















function	of	 IOL	 tilt	 angle.	 In	 the	normal	eyes	group	 (figure	4.5a)	we	observe	 that	 it	 is	 the	
opt_IOL	 subgroup	 that	 is	affected	 the	 least	by	 tilt	 (i.e.,	 that	 the	average	VSOTF	decreases	
the	least	with	tilt).	The	real_IOL	subgroup,	for	small	tilts	angles	(1	to	2	degrees),	follows	the	
opt_IOL	 subgroup’s	 trends,	 while	 for	 larger	 tilts	 it	 shows	 a	 faster	 drop.	 As	 for	 the	
real_IOL+CL	 subgroup,	 it	 consistently	 provides	 a	 better	 optical	 quality	 than	 all	 the	 other	




Two-way	 ANOVA	 revealed	 statistically	 significant	 changes	 in	 the	 average	 VSOTF	 between	
the	 models	 (p<0.001)	 and	 the	 magnitude	 of	 tilt	 (p=0.001)	 but	 not	 for	 the	 interactions	
(p=0.930).		
The	same	observations	can	be	made	for	the	astigmatic	eyes	group	(figure	4.5b).	There	
is	 a	 similar	 decreasing	 trend	 for	 the	 opt_IOL	 and	 real_IOL+CL	 subgroups,	 while	 the	
real_IOL+CL	 one	 provides	 the	 highest	 average	 VSOTF	 values	 for	 any	 given	 tilt	 angle.	
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Further,	 we	 analysed	 the	 impact	 of	 IOL	 decentration	 upon	 optical	 quality	 (average	
VSOTF)	in	specific	directions,	and	the	results	are	shown	in	figure	4.6.	Almost	no	decrease	is	
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For	 decentration	 values	 along	 the	 flat	 astigmatic	 axis,	 statistically	 significant	
differences	 (one-way	 ANOVA,	 p<0.05)	 in	 average	 VSOTF	 were	 found	 for	 all	 decentration	
values.	 Two-way	 ANOVA	 revealed	 statistically	 significant	 changes	 in	 the	 group	 average	










astigmatism,	 then	we	will	 observe	 the	 same	 trend	 for	 the	 flat	 astigmatic	 axis	 and	 all	 the	
other	directions	of	decentration,	as	illustrated	in	figure	4.7a	and	4.7b.	
	
For	 decentration	 values	 along	 the	 flat	 astigmatic	 axis,	 statistically	 significant	
differences	 (one-way	 ANOVA,	 p<0.05)	 in	 average	 VSOTF	 were	 found	 for	 all	 decentration	
values.	 Two-way	 ANOVA	 only	 revealed	 statistically	 significant	 changes	 in	 average	 VSOTF	
between	 the	 models	 (p<	 0.001).	 For	 decentration	 values	 along	 all	 other	 directions	 (i.e.,	
excluding	 the	 flat	 astigmatic	 axis)	 statistically	 significant	 differences	 (one-way	 ANOVA,	
p<0.05)	in	average	VSOTF	were	found	for	up	to	0.25	mm	of	decentration.	Two-way	ANOVA	


















and	 eye	modelling	 constitutes	 a	 major	 part	 of	 the	 IOL	 design	 [1]-[8],	[26]	 as	 well	 as	 that	 of	
CL	[27].	Our	study	further	contributes	to	the	field	of	simulating	visual	quality	results	by	using	
combinations	 of	 ocular	 correcting	 elements.	We	 calculated	 and	 compared	 the	 simulated	
optical	and	visual	quality	results	yielded	by	customized	eye	models	that	 included	IOLs	and	
CLs.	 Our	 aim	 was	 to	 determine	 whether	 either	 an	 optimized	 or	 a	 corresponding	 robust	
design	is	appropriate	to	be	implanted	and	whether	or	not	the	combination	of	an	IOL	and	a	
CL	 provides	 better	 results	 in	 the	presence	of	 a	 residual	 refractive	 error.	 Furthermore,	we	
simulated	different	degrees	of	misalignment	(decentration	and	tilt	values)	and	assessed	the	
resulting	tolerance	of	each	design.	Customization	of	each	design	was	possible	through	the	
addition	 of	 real	 anterior	 corneal	 topography	 data.	 This,	 in	 turn,	 allowed	 performing	
statistical	analysis	of	the	results	and	seeking	whether	differences	between	the	designs	are	
statistically	significant.	




we	 observed	 that	 visual	 performance	 increases	 when	 a	 CL	 is	 applied	 to	 the	 model	 that	
includes	an	IOL.	In	this	case	the	increase	is	large	and	statistically	significant.	Also,	although	
the	 increase	 in	 optical	 quality	 above	 the	 Cheng’s	 limit	 may	 seem	 to	 be	 unwarranted,	 it	
provides	larger	tolerance	boundaries	in	case	of	misalignments.	
While	 simulating	 IOL	 decentration	 we	 observed	 that	 the	 VSOTF	 for	 the	 IOL+CL	
subgroup	 shows	 a	 faster	 drop,	 but	 it	 always	 exceeds	 that	 of	 the	 other	 two	 designs	 (see	
figure	4).	A	similar	trend	was	observed	for	lens	tilt	(figure	5).	Furthermore,	with	a	tilted	IOL	
the	VSOTF	for	the	IOL+CL	subgroup	is	better	than	that	of	the	other	designs	even	with	no	tilt.	
The	visual	acuity	 in	 these	simulations	gets	below	the	0	 logMAR	when	 large	misalignments	
take	place	(larger	than	0.5	mm	decentration	and	3	degrees	of	tilt).	It	is	obvious	though	that	
Chapter	4.	Visual	results	simulation	with	combinations	of	optimized	and	non-optimized	





When	 simulating	 IOL	 decentration,	we	 observed	 that	 VSOTF	 drops	 faster	 along	 any	
direction	different	 from	the	 flat	astigmatic	axis	 (figures	6	and	7).	This	happens	also	 in	 the	
normal	eyes	group,	characterized	with	a	small	amount	of	astigmatism.	The	direction	of	the	
decentration	 plays	 a	 significant	 diminishing	 role	 (at	 least	 for	 higher	 amounts	 of	
decentration)	 in	 the	 optical	 quality	 of	 the	 system.	 Furthermore,	 there	 is	 slight	 decrease	
below	the	Cheng’s	limit	when	the	decentration	is	on	the	flat	axis	and	a	large	decrease	when	
the	 decentration	 is	 towards	 all	 other	 directions.	 That	 trend	 is	 more	 pronounced	 for	 the	
real_IOL+CL	design,	similarly	to	what	was	revealed	for	the	group	of	astigmatic	subjects.	On	
the	 other	 hand,	 the	 diminishing	 trend	 of	 opt_IOL	 has	 achieved	 levels	 of	 significance	 for	
higher	amounts	of	IOL	decentration	than	the	other	two	designs.	This	could	suggest	that	in	a	
real-life	 scenario	more	attention	 should	be	given	 to	 the	decentration	direction	of	 the	 IOL	
implant.	We	also	noted	that	the	combined	IOL+CL	model	is	the	one	providing	the	best	visual	
outcomes.	
Finally,	 throughout	 our	 work	 we	 found	 that	 this	 enhanced	 VSOTF	 that	 the	 IOL+CL	












Visual results with combinations of 








Presbyopia	 and	 cataract	 are	 two	 common	 pathologies	 that	 appear	 in	 the	 age	 of	 50	
years	and	derange	the	visual	quality.	The	effects	of	these	pathologies	advance	as	people	get	
even	older	and	as	a	 result,	people	of	 this	age	 that	are	 still	energetic	and	productive,	 face	
vision	issues	that	keep	them	away	from	their	jobs	and	make	their	life	more	difficult.	
Presbyopia	affects	all	people	and	its	symptoms	appear	between	the	ages	of	45	and	55	









replace	 it	with	an	 IOL.	These	 IOLs	are	used	widely	and	 there	 is	a	 lot	of	 research	going	on	
around	them	and	the	results	that	they	offer.[14,	47,	59]	
There	are	a	lot	of	different	IOLs	in	the	market.	 IOLs	with	different	materials,	dioptric	
powers	and	ultraviolet	 filters.	Monofocal	or	multifocal,	with	 two	or	 three	 foci.[44,	 48]	There	
are	multifocal	 lenses	which	 provide	multifocality	 either	with	 refractive	 zones	 of	 different	
dioptric	power	or	with	diffractive	patterns.	The	last	ones	use	the	diffraction	pattern	in	order	
to	divide	 the	 incoming	 light	and	 focus	 it	 in	 two	or	 three	 focal	points	 in	 the	 same	 time.[45]	





theoretical	 human	 eye	 models	 that	 are	 customized.	 The	 customization	 of	 these	 models	





In	our	knowledge,	 there	 is	no	 such	study	 that	 simulates	 results	of	optical	and	visual	
quality	 with	 diffractive	 multifocal	 IOLs.	 As	 an	 additional	 step,	 in	 this	 study	 are	 used	
topographic	 data	 from	 corneas	of	 patients	 in	 order	 to	have	 a	 population	of	 different	 eye	
models.	For	these	eye	models,	two	types	of	diffractive	IOLs	were	designed.	The	first	one	was	
an	optimized	 IOL	 that	was	 exactly	 designed	 for	 this	 eye	model.	 The	 second	one,	was	not	
optimized,	but	 followed	the	rule	of	 the	 IOLs	 in	 the	market	with	distinct	power	 in	steps	of	
0.25	D.	A	comparison	was	made	between	these	IOLs	and	their	results	in	order	to	see	if	the	
optimization	of	an	IOL	is	truly	worthy	to	be	implemented.	
As	a	continuation	of	 this	 study,	 some	decentrations	and	tilts	were	 introduced	 in	 the	






For	 the	optical	design	and	 the	simulations	 in	 this	project,	an	optical	design	program	
was	implemented.[49]	As	a	part	of	the	methods	in	this	study,	some	instructions	that	include	
the	 ray	 tracing	 sofware	 objects	will	 be	 described.	 All	 the	 ray	 tracing	 sofware	 objects	 and	
nomenclature	from	this	point	in	the	manuscript	will	be	noted	with	Italics	in	the	text.	For	all	
the	 simulations,	 an	 incoming	 ray	 field	 of	 0	 degrees	 and	 a	wavelength	 of	 587.6	 nm	were	
used,	which	corresponds	 to	 the	middle	default	wavelength	 set	 for	visible	 spectrum	 in	 the	






study.	 Although	 there	 are	many	models,[15,	 19,	 25,	 73,	 74]	 older	 and	 new	 ones	 with	 a	 lot	 of	





the	eye.	 In	 this	study	the	eye	models	 that	are	used	are	designed	with	an	 IOL	 instead	of	a	
crystalline	lens.	
The	 eye	 models	 that	 we	 used	 had	 all	 the	 parameters	 of	 the	 original	 Liou-Brennan	
model,	 except	 from	 the	 ones	 that	 are	 clearly	 noted	 in	 this	 manuscript.	 The	 pupil	 of	 the	
model	was	set	always	at	3	mm	diameter.	This	diameter	is	usually	found	in	elderly	people	or	
in	light	conditions,	which	are	the	conditions	that	we	were	interested	in.	
The	 anterior	 corneal	 surface	 of	 the	model	 was	 customized.	 The	 customization	 was	
about	 the	 anterior	 corneal	 topography.	 Topographical	 corneal	 height	 data	 were	
retrospectively	used	by	22	normal	subjects,	aged	18	 to	35,	with	no	corneal	 surgeries.	The	
topographies	 had	 been	 recorded	 with	 an	 E300	 videokeratoscope	 (Medmont	 Pty	 Ltd,	
Melbourne,	 Australia).	 Data	 collection	 was	 approved	 by	 the	 University	 Ethics	 Committee	
and	adhered	 to	 the	 tenets	of	 the	Declaration	of	Helsinki.	A	written	consent	was	obtained	
from	 all	 participants.	 Although	 the	 simulations	 have	 as	 target	 a	 different	 age	 group,	 the	
corneal	map	is	not	affected	by	ageing	and	it	can	be	used	as	a	mean	of	randomization	for	this	
group.	
These	 data	 were	 divided	 into	 two	 groups.	 One	 group	 of	 10	 corneas	 that	 had	 no	
asymmetric	 differences	 (normal	 group)	 and	 a	 second	 one	 of	 12	 corneas	 with	 astigmatic	
asymmetries	 (astigmatic	 group).	 The	 astigmatic	 asymmetries	 refer	 to	 corneal	 astigmatism	
over	0.75	D.	
The	raw	corneal	height	data	from	the	topographer	were	limited	in	a	6	mm	diameter	
area.	 They	were	 fitted	with	 a	 set	 of	 fourth-radial-order	 Zernike	 polynomials	 using	 a	 least	
square	 procedure.[66]	 This	 procedure	 was	 done	 with	 Matlab	 R2012b.	 The	 fitted	 data,	
resulted	in	Zernike	coefficients	which	were	then	fed	into	the	ray	tracing	sofware.	
In	 the	 optical	 design	 program,	 the	 anterior	 corneal	 surface	 was	 set	 as	 a	 Zernike	
Standard	Sag	type.	The	radius	of	curvature	was	set	to	be	infinite	and	the	conic	constant	was	
set	0	in	the	Lens	Data	Editor.	All	the	information	needed	for	the	anterior	cornea	were	given	
by	 the	 Zernike	 coefficients,	 which	 were	 introduced	 in	 the	 Extra	 Data	 Editor.	 Since	 the	
estimated	 corneal	 height	 Zernike	 coefficients	 are	 based	 on	 discrete	 data,	 they	 do	 not	
constitute	a	truly	orthogonal	system.	That	is	why	the	constant	equivalent	corresponding	to		





make	 use	 of	 it	 to	 simulate	 some	 variability	 in	 central	 corneal	 thickness	 (CCT).	 The	 group	
average	 CCT	 (mean	 ±	 standard	 deviation),	 as	 measured	 in	 the	 ray	 tracing	 sofware,	 was	
found	 to	 be	 542	 ±	 5	 μm	 and	 536	 ±	 12	 μm	 for	 the	 normal	 and	 the	 astigmatic	 group,	
respectively.	
The	model	eye	 total	 axial	 length	was	optimized	 in	 the	 ray	 tracing	 sofware.	This	was	
done	by	using	the	Default	Merit	Function	of	 the	program,	which	minimizes	 the	wavefront	
RMS	error	at	the	retina,	by	changing	the	variables	set	by	the	programmer.	The	same	merit	




In	 the	 end,	 we	 simulated	 the	 two	 resulting	 groups	 of	 eye	 models	 with	 the	








In	 order	 to	 be	 placed	 in	 the	 eye	 models,	 the	 crystalline	 lens	 of	 the	 model	 was	
removed.	In	the	empty	space	was	designed	a	Non-Sequential	Component	space	which	was	
given	the	same	refractive	index	of	the	aqueous	humour	that	fills	the	anterior	and	posterior	
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order	 to	 optimize	 this	 IOL	 and	 get	 all	 the	 necessary	 data	 (radii	 of	 curvature	 and	








dividing	 the	previously	designed	monofocal	 IOL	 into	 two	 lenses	 in	 the	 ray	 tracing	sofware	






an	 input	 a	 text	 file	 with	 coordination	 data	 in	 order	 to	 design	 the	 IOL.	 The	 text	 file	 was	
calculated	by	a	custom	Matlab	code	that	takes	as	input	the	geometrical	data	of	the	IOL	and	





















an	optical	 system.	This	was	collected	 from	the	ray	 tracing	sofware	after	performing	a	Ray	
Tracing	procedure.	In	order	to	calculate	the	visual	quality	evaluation,	which	is	the	main	topic	
of	 this	 project,	 an	 alternative	 metric	 was	 used	 called	 visual	 Strehl	 ratio.	 The	 VSOTF	 is	
considered	to	be	one	of	the	best	metrics	for	assessing	retinal	image	quality,[69]	and	has	been	
used	in	many	research	studies.	 It	 is	calculated	as	a	ratio	of	the	system’s	 integrated	optical	
transfer	 function	 modulated	 by	 the	 contrast	 sensitivity	 function	 to	 its	 equivalent	 for	 a	
diffraction-limited	system,[70]	
𝑉𝑆𝑂𝑇𝐹 =











where	 𝑂𝑇𝐹!" 𝑓! , 𝑓!   	 represents	 the	 diffraction-limited	 optical	 transfer	 function,	
𝐶𝑆𝐹! 𝑓! , 𝑓!  is	 the	 neural	 contrast	 sensitivity	 function,	 and	 𝑓! , 𝑓! 	 are	 spatial	 frequency	
coordinates.	







we	 implement	 in	 the	 software	 (circular	with	3	mm	diameter).	By	 combining	 these	 two,	 it	
calculates	 the	 pupil	 function	which,	 after	 Fourier	 transforming,	 provides	 the	 point-spread	
function.	 A	 secondary	 Fourier	 transform	 yields	 the	 optical	 transfer	 function	 (OTF)	 of	 the	
system.	 The	 program	 also	 calculates	 the	 diffraction	 limited	 OTF	 (OTFDL)	 and	 the	 neural	
contrast	 sensitivity	 function	 (CSFN)	 of	 the	 system.[71]	 Finally,	 it	 combines	 the	OTF,	 OTFDL	











was	 used	 in	 order	 to	 introduce	 all	 the	 decentrations	 and	 tilts,	 step	 by	 step	 to	 each	 eye	
model,	 perform	 the	 Ray	 Tracing	 and	 save	 the	 results	 for	 further	 analysis.	 Tilts	 ranged	
between	0	and	5	degrees	of	magnitude	at	 steps	of	 1	degree.	Decentration	 values	 ranged	














From	 the	previously	described	methods,	we	 collected	 the	wavefront	RMS	error	 and	
the	Zernike	 coefficients	of	each	one	eye	model	 from	 the	22	 in	 total,	with	each	optimized	
and	 non-optimized	 IOL	 in	 all	 misalignments	 as	 well	 as	 in	 the	 central	 position	 in	 txt	 files.	
These	data	were	fed	in	the	custom	made	Matlab	code,	which	calculated	the	VSOTF	results	
(as	it	is	described	in	Methods	section).	
For	 the	 normal	 eyes	 group,	 paired	 t-test	 did	 not	 show	 statistically	 significant	
difference	between	the	optimized	and	the	robust	design	for	far	target	distance	(p=0.06)	or	














0.001).	 No	 statistically	 significant	 differences	 were	 found	 between	 the	 directions	 of	 the	
decentration	 (p=0.1)	 and	 for	 the	 interactions	 (p=1).	 For	 the	 robust	 design	 at	 far	 target	
distance	 there	were	 found	 statistically	 significant	 differences	 between	 the	magnitudes	 of	
decentration	 (p<0.001)	 and	 between	 the	 direction	 of	 decentration	 (p=0.02)	 but	 not	
between	the	interactions	(p=0.93).	For	near	target	distance	and	for	both	designs	(optimized	

















differences	 were	 found	 for	 the	 interactions	 (p=0.56).	 For	 the	 robust	 design	 at	 far	 target	















were	 statistically	 significant	 changes	 between	 the	 magnitudes	 of	 tilt	 and	 between	 the	
directions	 of	 tilt	 (p-values<0.001).	No	 statistically	 significant	 difference	was	 found	 for	 the	
interactions	between	the	magnitude	and	the	direction	of	tilt	(p=0.89).	For	the	robust	design	
at	 far	 target	 distance	 the	 same	 image	 came	 out	 from	 the	 two-way	 ANOVA	 test	 (p-





the	 magnitude	 of	 tilts	 (p=0.008)	 but	 not	 for	 the	 directions	 of	 tilt	 (p=0.27)	 or	 for	 the	
interactions	 between	 them	 (p=0.35).	 For	 the	 near	 target	 distance	 of	 the	 robust	 IOL	 the	








and	near	 target	 distances.	 There	 is	 also	 the	 result	 for	 the	no	 tilted	position	of	 the	 IOL	 (0	
degrees	of	tilt	in	the	figure).	These	are	the	mean	values	of	the	tilts	in	all	directions.	
A	two-way	ANOVA	test	revealed	for	the	optimized	IOL	and	for	the	far	target	that	there	
were	 statistically	 significant	 changes	 between	 the	 magnitudes	 of	 tilt	 and	 between	 the	
directions	of	tilt	(p-values	<	0.001).	No	statistically	significant	difference	was	found	for	the	
interactions	between	the	magnitude	and	the	direction	of	tilt	(p=0.85).	For	the	robust	design	
at	 far	 target	 distance	 the	 same	 image	 came	 out	 from	 the	 two-way	 ANOVA	 test	 (p-
values<0.001	 for	magnitude	of	 tilts	 and	directions	of	 tilt,	 p=0.71	 for	 the	 interactions).	 For	
near	target	distance	for	the	optimized	IOL,	statistically	significant	differences	were	found	for	
the	 magnitude	 of	 tilts	 (p<0.001)	 and	 for	 the	 directions	 of	 tilt	 (p=0.04)	 but	 not	 for	 the	
interactions	between	them	(p=0.92).	For	the	near	target	distance	of	the	robust	IOL	the	two-












In	 this	 study	diffractive	bifocal	 IOLs,	 of	 optimized	 and	 robust	 design,	were	designed	
and	tested	under	centered	and	misaligned	positions.	The	IOLs	were	designed	with	a	custom	
made	 code	 in	Matlab	 and	 the	 designs	 were	 introduced	 in	 the	 ray	 tracing	 sofware	 in	 22	
customized	 (personalized)	 eye	 models.	 The	 eye	 models	 were	 designed	 following	 the	
theoretical	 eye	 model	 of	 Liou-Brennan.	 The	 customization	 was	 done	 by	 changing	 the	
anterior	 corneal	 surface	 of	 the	model	with	 retrospective	 topographical	 data	 from	22	 real	
patients.	
The	results	produced	after	the	ray	tracing	in	the	optical	design	program,	were	in	terms	
of	 wavefront	 RMS	 error	 and	 Zernike	 coefficients,	 which	 actually	 evaluated	 the	 optical	
quality	 of	 each	 system	 (eye	model	with	 IOL).	 The	main	 interest	 in	 this	 project	was	 in	 the	
visual	quality	evaluation	of	 the	models,	so	the	results	were	fed	 in	a	custom	made	code	 in	




in	 astigmatic	 eyes.	 For	 all	 the	 other	 distances	 and	 designs,	 there	 was	 no	 statistical	
significance	between	the	results.	This	means	that	the	optimization	of	the	IOLs	does	not	offer	
any	significant	difference	in	the	visual	quality.	Even,	for	the	astigmatic	eyes	that	there	was	
found	a	 statistically	 significant	difference	 for	 the	near	 target	distance,	 it	 is	 not	 a	 clinically	




For	 decentrations	 on	 the	 far	 target	 distance	 there	was	 found	 statistically	 significant	
difference	between	the	magnitudes	of	the	decentrations.	This	means	that	decentration	of	a	






and	 astigmatic	 patients,	 a	 decentration	 of	more	 than	 0.25	mm	affects	 strongly	 the	 visual	










and	has	 to	 be	 corrected.	 For	 near	 target	 distances,	 the	 conclusions	 are	 almost	 the	 same,	
suggesting	 that	magnitude	of	 tilt	 is	 important	 and	affects	 strongly	 the	 final	 visual	 quality.	
There	is	again	the	same	result,	for	the	near	target	visual	quality	and	the	tilt.	 It	seems	that	







the	 results	will	 get	 better.	 Something	 that	 is	 realistic,	 because	when	 close	 distance	work	











Intraocular telescopic system design: 
















results	 in	 the	 blurring	 of	 the	 crystalline	 lens.	 This	 situation	 is	 usually	 faced	with	 cataract	
extraction	 surgery	 and	 IOL	 implantation,	 in	 order	 to	 correct	 the	 hyperopia	 that	 is	 caused	
from	the	extraction	of	the	crystalline	lens.[43]	
For	patients	that	are	diagnosed	with	both	pathologies,	in	order	to	encounter	both	of	
them	 in	one	surgical	procedure,	 there	 is	a	solution	of	 implanting	an	 intraocular	 telescopic	
system	 (ITS).	 This	 is	 a	miniaturized	 telescopic	device	 that	 can	be	 implanted	 in	 the	human	
eye.	 There	 have	 been	many	 trials	 and	 research	 studies	 about	 these	 systems	 showing	 the	
clinical	 results,	 safety	 issues	 and	 how	 these	 devices	 improve	 the	 life	 quality	 of	 these	




different	 types	 of	 Galilean	 type	 ITS.	 One	 that	 is	 positioned	 between	 the	 anterior	 and	
posterior	 chamber	 of	 the	 eye	 and	 a	 second	 that	 is	 positioned	 totally	 in	 the	 posterior	
chamber,	behind	the	pupil.	These	telescopes	have	been	studied	before	about	their	optimal	
position,	distance	between	their	lenses	and	magnification	provided.[78,	82,	84]	
Then,	 the	 purpose	 of	 this	 study	 is	 to	 design	 both	 types	 of	 Galilean	 telescopes	 and	










was	 implemented	 [49,	 67].	 The	human	eye	model	 used	was	 the	one	 that	 Liou	 and	Brennan	
introduced	 in	1997[17].	This	was	selected	because	 it	 is	simple	enough	for	the	needs	of	 this	
study.	More	complicated	and	recent	models	could	also	be	used[19,	22,	50,	74,	85],	but	the	results	
produced	would	follow	the	same	pattern	if	the	model	simulates	an	emmetropic	human	eye.	
In	 any	 case,	 the	main	difference	between	 the	 theoretical	 eye	models	 is	 the	way	 that	 the	
crystalline	lens	is	designed.	In	this	study,	as	it	will	be	further	explained,	the	crystalline	lens	
was	 removed,	 so	 there	 is	no	major	difference	 if	 another	model	 is	 used.	Unless	otherwise	
stated	 in	 the	 paper,	 all	 the	 parameters	 of	 the	model	 used,	were	 the	 same	 as	 they	were	
presented	in	the	work	of	Liou	and	Brennan.	
For	the	simulations,	a	central	incoming	field	of	rays	was	used,	passing	through	a	pupil	
of	3	mm	diameter,	with	a	wavelength	of	587.6	nm	 (green	 light).	 The	 study	was	based	on	
monochromatic	 simulations.	 Two	 different	 target	 distances	 were	 used	 in	 this	 study’s	
simulations:	a	far	target	distance	(far)	which	is	supposed	to	be	larger	than	6	m	and	a	near	
target	distance	and	0.41	mm	(near)	which	is	a	close	reading	distance.	As	the	target	distance	
decreased,	 the	distance	between	 the	 lenses	had	 to	 increase	 in	order	 for	 the	 image	 to	be	
focused	correctly.	
The	ITS	that	were	studied	consist	of	an	anterior	positive	and	a	posterior	negative	lens	
(Galilean	 telescope).	 Both	 lenses	were	 of	 high	 optical	 power	 as	 it	 will	 be	 described.	 Two	
different	ITS	were	designed	and	compared.	The	first	one	has	the	positive	lens	in	front	of	the	
pupil	and	the	negative	lens	behind.	The	second	one	is	totally	positioned	behind	the	pupil.	All	
lenses	 in	 this	 study	do	not	 represent	any	 real	design,	material	or	patent	used.	They	were	

















was	calculated	to	be	20.44	D,	 in	order	 for	the	total	power	to	be	53	D	 in	total.	This	power	
was	calculated	from	the	effective	power	formula	




In	 this	 formula	𝐷	 represents	 the	 total	 optical	 power	 in	 Diopters,	𝑃! ,𝑃!	 the	 optical	
powers	of	the	anterior	and	posterior	surface	of	the	lens	respectively,	𝑡	the	thickness	and	𝑛	
the	 refractive	 index	 of	 the	 lens.	 The	 posterior	 lens	 was	 designed	 behind	 the	 pupil,	 in	 a	
distance	of	2.6	mm	from	it.	It	was	a	negative	lens	of	total	power	-64	D.	The	anterior	surface	
was	given	the	power	of	-34	D	and	the	posterior	surface	was	calculated	to	be	at	-29.36	D.	The	
















positive	anterior	 lens	of	66	D	and	a	negative	posterior	 lens	of	-66	D.	For	the	positive	 lens,	
the	anterior	surface	was	designed	with	36	D	of	optical	power	and	the	posterior	surface	was	
calculated	to	have	power	30.71	D.	For	the	negative	lens,	the	anterior	surface	was	designed	
with	 -36	 D	 of	 power	 and	 the	 posterior	 was	 calculated	 to	 have	 -29.32	 D	 of	 power.	 All	
calculations	 were	 done	 as	 mentioned	 before,	 with	 the	 calculation	 formula	 of	 thick	 lens	









variables	 that	 were	 used	 in	 this	 study	 were	 the	 conic	 constant,	 the	 second	 and	 fourth	






produced	 from	 the	 decentration	 of	 the	 two	 lenses.	 The	 anterior	 lens	 of	 each	 ITS	 was	



























After	 performing	 ray	 tracing	 through	 the	 optical	 design	 program,	 results	 were	
collected	 in	 terms	of	wavefront	RMS	error	and	Zernike	coefficients	 in	 text	 files	generated	
from	 the	optical	 design	program.	 These	 results	were	 fed	 into	 a	 custom	made	program	 in	
Matlab	which	calculates	the	VSOTF	[69,	70].	It	is	considered	to	be	one	of	the	best	metrics	for	
assessing	retinal	image	quality	and	has	been	used	in	many	research	studies.	It	is	calculated	
as	 a	 ratio	 of	 the	 system’s	 integrated	 optical	 transfer	 function	modulated	 by	 the	 contrast	
sensitivity	function	to	its	equivalent	for	a	diffraction-limited	system,		
𝑉𝑆𝑂𝑇𝐹 =











where	𝑂𝑇𝐹 𝑓! , 𝑓! 	represents	the	optical	transfer	function,	𝑂𝑇𝐹!" 𝑓! , 𝑓!  represents	
the	 diffraction-limited	 optical	 transfer	 function,	 𝐶𝑆𝐹! 𝑓! , 𝑓! 	 	 is	 the	 neural	 contrast	

















With	 the	 previously	 described	 procedure,	 results	were	 gathered	 for	 the	 optical	 and	
visual	quality	of	both	eye	models	with	the	designed	ITS.	The	optical	quality	was	measured	in	
terms	of	total	wavefront	RMS	error	(in	wavelengths	of	587.6	nm)	and	the	visual	quality	 in	
terms	 of	 VSOTF	metric.	 Results	 for	 both	 optimized	 and	 non-optimized	 telescopic	 systems	












0.0	 0.00017	 0.99997	 0.06621	 0.67655	
0.2	 0.04750	 0.56845	 0.12529	 0.24763	
0.4	 0.11107	 0.27600	 0.25315	 0.09752	
0.6	 0.20162	 0.19473	 0.44053	 0.07813	
0.8	 0.32587	 0.17874	 0.69565	 0.10008	









0.0	 0.00032	 0.99997	 0.04573	 0.80058	
0.2	 0.04446	 0.65255	 0.10011	 0.25081	
0.4	 0.12208	 0.40203	 0.25297	 0.11908	
0.6	 0.24940	 0.37397	 0.51092	 0.14969	
0.8	 0.43805	 0.32400	 0.88700	 0.16121	





In	 figure	 6.6	 are	 graphically	 represented	 the	 optical	 quality	 results	 for	 far	 target	
distance	in	terms	of	wavefront	RMS	error.	The	wavefront	RMS	error	results	were	calculated	
through	 the	 ray	 tracing	procedure	of	 the	 ray	 tracing	 sofware	 and	 they	were	measured	 in	

















0.0	 0.00050	 0.99997	 0.08162	 0.51337	
0.2	 0.03162	 0.75714	 0.13343	 0.20787	
0.4	 0.07285	 0.42921	 0.25653	 0.07948	
0.6	 0.13094	 0.29042	 0.44222	 0.05522	
0.8	 0.21107	 0.23356	 0.69713	 0.07219	













0.0	 0.00058	 0.99997	 0.06363	 0.64374	
0.2	 0.03885	 0.71124	 0.12556	 0.17792	
0.4	 0.10720	 0.44347	 0.30485	 0.07998	
0.6	 0.22132	 0.39109	 0.60986	 0.09826	
0.8	 0.39469	 0.37503	 1.05769	 0.14287	
1.0	 0.64508	 0.17847	 1.67465	 0.00579	
	









sofware	and	the	results	 for	 the	non-optimized	 ITS	are	shown	 in	 table	6.5.	 In	 table	6.6	are	
























0.2	 0.1953	 0.1991	 0.2082	 0.2152	
0.4	 0.4016	 0.3992	 0.4222	 0.4240	
0.6	 0.6010	 0.6017	 0.6278	 0.6440	
0.8	 0.7952	 0.7992	 0.8346	 0.8585	





























0.2	 0.1953	 0.2041	 0.2110	 0.2179	
0.4	 0.4037	 0.3992	 0.4227	 0.4324	
0.6	 0.6051	 0.6042	 0.6304	 0.6440	
0.8	 0.7964	 0.8042	 0.8612	 0.8585	








pupil	 and	 a	 posterior	 lens	 of	 -64	 D	 optical	 power,	 placed	 behind	 the	 pupil.	 The	 second	
telescope	 is	 totally	 positioned	behind	 the	pupil	 and	 is	 composed	of	 an	 anterior	 lens	with	
optical	 power	 +66	D	 and	 a	 posterior	 lens	 of	 -66	D.	 The	 target	 distance	was	 set	 either	 at	
infinity	 (far	 target	 distance,	 larger	 than	 6	 m)	 or	 at	 close	 reading	 distance	 (near	 target	
distance,	at	0.410	m).	In	order	to	focus	on	different	target	distances,	the	distance	between	
the	 lenses	has	 to	change	as	well	 in	both	 telescopes.	For	 the	 first	 telescope	 focused	at	 far	




For	both	telescopes	 (see	 figure	6.6)	 the	optical	and	visual	quality	 is	better	when	the	







results	 and	 the	 fact	 the	whole	 ITS	 is	behind	 the	pupil	 and	 is	 smaller	 in	 length,	makes	 it	 a	
better	 option.	 This	 doesn’t	 mean	 that	 the	 ITS	 1	 design	 is	 not	 a	 good	 choice.	 Another	
parameter	that	plays	a	significant	role	in	the	choice	of	an	ITS	is	the	axial	length	of	the	eye.	
As	Felipe	et	al[82]	stated	in	their	study,	longer	eyes	(myopic)	are	more	suitable	for	the	ITS	1.	
A	 further	 expansion	 of	 this	 study	 could	 be	 considered	 in	 order	 to	 optimize	 the	
asphericities	 of	 the	 anterior	 lens	 after	 the	 decentration	 of	 the	 lens.	 This	 could	 result	 in	





target	 (figure	 6.7).	 The	 VSOTF	 decreases	 as	 the	 decentration	 increases.	 Nevertheless,	
between	0.4	and	0.8	mm	of	decentration	 the	difference	between	 the	 results	 is	not	 large.	
This	 could	 indicate	 a	 field	 of	 decentrations	 that	 a	 surgeon	 free	 to	 choose.	 In	 this	 way,	








This	 decentration	 is	within	 the	 central	 3.5	 degrees	 of	 the	 retina,	which	 is	 the	 foveal	 and	
parafoveal	area.	Depending	on	the	damage	of	the	retina,	the	surgeon	can	choose	a	specific	
decentration	for	each	patient,	keeping	in	mind	that	the	quality	of	the	image	will	not	change	





















































and	without	 correcting	elements,	 the	optical	 impact	was	assessed	 in	 terms	of	optical	 and	
visual	 quality.	 The	 optical	 quality	 was	 evaluated	 in	 terms	 of	 wavefront	 RMS	 error.	 There	
were	 also	 collected	 and	 studied	 the	 Zernike	 coefficients	 of	 this	 wavefront	 analysis.	 The	
visual	 quality	 was	 evaluated	 in	 terms	 of	 the	 visual	 Strehl	 ratio	 based	 on	 the	 OTF	 of	 the	
optical	system	of	the	theoretical	human	eye	model	with	the	correcting	elements.	
The	 conclusions	 and	 the	 outcomes	 from	 this	 Thesis	 are	 collected	 and	 presented	
below:	
The	 optical	 quality	 is	 different	 from	 the	 visual	 quality	 in	 a	 theoretical	 human	 eye	
model.	The	optical	quality	evaluates	the	quality	of	the	image	that	is	projected	on	the	retina.	
The	visual	quality	evaluates	the	quality	of	the	image	that	is	collected	from	the	brain	and	has	
to	 include	other	parameters	except	 from	the	 refraction	of	 the	 image.	Parameters	 like	 the	
pupil	function,	the	contrast	sensitivity	function	and	the	OTF.	
There	is	no	perfect	theoretical	human	eye	model.	There	is	a	variety	of	eye	models	that	
include	 different	 parameters	 and	 are	 designed	 with	 different	 ways.	 Each	 one	 is	 built	 to	




on	 the	 anterior	 surface.	 The	 posterior	 surface	 has	 to	 carry	 the	 remaining	 power.	 The	
asphericities	of	 the	 IOL	have	 to	be	designed	on	 the	anterior	 surface	of	 the	 IOL	 for	better	
optical	quality.	If	they	have	to	be	designed	on	the	posterior	surface,	then,	more	asphericity	
orders	are	needed	in	order	to	increase	the	optical	quality.	
Optimized	 and	 robust	 (non-optimized)	monofocal	 IOLs	 provide	 different	 optical	 and	
visual	quality	results	but	the	difference	is	not	clinically	significant.	A	combination	of	an	IOL	
and	a	CL	offers	 improved	optical	 and	visual	quality.	Misalignments	 (such	as	decentrations	






Optimized	 and	 robust	 (non-optimized)	 IOLs	 provide	 different	 optical	 and	 visual	 quality	
results	but	 the	difference	 is	not	 clinically	 significant.	 Far	 vision	quality	 is	better	 than	near	
vision,	which	is	strongly	affected	from	the	diffraction	of	the	light	on	the	diffraction	pattern	
of	 the	 IOL.	 Misalignments	 affect	 strongly	 the	 optical	 and	 visual	 quality	 provided	 by	 the	
diffractive	IOL	and	have	to	be	restricted	in	small	magnitudes.	
Double	 IOL	 magnification	 devices	 can	 provide	 some	 acceptable	 optical	 and	 visual	
quality	results	to	patients	with	low	vision.	There	is	an	area	of	decentrations	that	can	be	used	






• Designs	 and	 simulations	 of	 specific	 correcting	 element	 designs	 from	 patents	
that	could	be	improved.	
• Further	 designs	 and	 simulations	 on	 diffractive	 multifocal	 IOL	 from	 patents,	
bifocal	and	trifocal.		
• Simulations	 of	 refractive	 multifocal	 IOLs	 and	 comparison	 studies	 with	
diffractive	IOLs.	
• Studies	 based	 on	 personalized	 eye	 models	 with	 more	 biometric	 data	 and	
multifocal	IOLs,	either	diffractive	or	refractive.	
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Matlab code for 














%%%%%% Code for designing multifocal diffractive IOLs 
%%%%%% This code was created by Georgios Zoulinakis 
%%%%%% Fellow member of the AGEYE ITN program, Marie Curie Actions, EU 
%%%%%% University of Valencia, Valencia, Spain, 2015 – 2016 
 
%%%%%% Beware of the units, all must be in mm 
%%%%%% IOLs with central refractive area 
  
clear all; close all 
  
%%%~~~Diffraction profile 
phase=0.5;              %%% phase difference in wavelengths 
wavelength=555*10^-6;   %%% wavelength used in simulations in mm 
n1=1.337;               %%% refractive index of aqueous 
n2=1.55;                %%% refractive index of the IOL 
Max_Stepheight=phase*wavelength/(n2-n1);   %%% maximum stepheight of 
diffraction profile in mm 
  
Nmax=10;   %%% max number of diffractive zones 
max_r=3;   %%% maximum surface distance (radius) of IOL in mm 
  
f_near=500;   %%% focal length of near focus in mm 
r_central=1;    %%%%%%%%%% alternatively: sqrt(wavelength*f_near);   
%%% radius of central refractive zone,       %%%%% it can be 
selected also by user or by the function 
  
for i=1:Nmax   %%% eschellete outer boundary 
    eschellete_r(i)=sqrt((r_central^2)+2*i*wavelength*f_near);   %%% 
radial coordinations of the eschelette 
end 
eschellete_r=[r_central eschellete_r];   %%% eschellete boundaries 
with central refractive zone 
  
steps=50;                       %%% number of points on r dimension 
for each eschellete 
internal_steps=50;              %%% number of points of internal 
refractive region 
external_steps=80;             %%% number of points of external 
refractive region 






    r=[r linspace(eschellete_r(i),eschellete_r(i+1),steps)];   %%% 
r_coordinate between the eschelletes 
end 
r=[linspace(0,r_central,internal_steps) r 
linspace(eschellete_r(Nmax+1),max_r,external_steps)];   %%% build up of r 
coordinate between each step, beware not to exceed r_max 
	
Up	to	this	point	in	the	first	part	the	programmer	inputs	the	needed	values	for	the	code	
in	 order	 to	 make	 the	 calculations	 later	 on.	 The	 code	 calculates	 and	 saves	 the	 radial	
coordinates	of	each	diffractive	step	(eschellete).	In	the	end	the	code	saves	in	the	matrix	r	a	
number	of	radial	coordinates	that	are	all	the	points	from	the	center	of	the	IOL	(optical	axis)	




r_in=1;     %%%%%%r_central; inner limit of apodization zone, varies 
between 0 and 3 mm, r_in < r_out 
r_out=3;    %%%%%% eschellete_r(Nmax+1); outer limit of apodization 
zone, varies between 0 and 3 mm, r_in < r_out 
exp=3;      %%% exponential apodization factor, between 3 - 6 
for i=1:length(r) 
    if r(i)<r_in 
        f_apod(i)=1; 
    elseif r(i)<=r_out 
        f_apod(i)=1-((r(i)-r_in)/(r_out-r_in))^exp;   %%% apodization 
function, for no apodization in the 
                                                      %%% steps we 
have to replace f_apod=1 everywhere 
    else                                              %%%%%% 
Alternative function f_apod=1-(r(i)/r_out)^3 
        f_apod(i)=0; 




% % % set(gca,'fontsize',24) 
plot(r, f_apod, '.') 
title('Apodization function') 
xlabel('Surface radial coordinate (mm)') 
ylabel('Apodization height factor (no units)') 
	
In	 the	second	part	 the	code	calculates	the	apodization	 function	matrix	 (f_apod)	 that	
will	 be	 applied	 on	 the	 diffraction	 pattern.	 This	 function	 actually	 makes	 each	 stepheight	











%%%~~~Apodized diffractive function 
N=1; 
for i=1:length(r) 
    if and(i>internal_steps, N<Nmax) 
       dif_sag(i)=Max_Stepheight * (1- ( (r(i)-eschellete_r(N)) / 
(eschellete_r(N+1)-eschellete_r(N)) )^2);        
       %%% eschellete function %%%~~~sag based at 0 
        final_dif_sag(i)=dif_sag(i)-Max_Stepheight/2;     %%%~~~sag 
centered at 0 
        if dif_sag(i)<=0.0000001                          %%% limit to 
be controlled, less than 0.1 nm,              
%%% mathematical calculation issue of matlab 
          dif_sag(i)=0;                                   %%%~~~sag 
based at 0 
          final_dif_sag(i)=dif_sag(i)-Max_Stepheight/2;   %%%~~~sag 
centered at 0 
          N=N+1; 
        end 
    elseif N==Nmax 
       dif_sag(i)=Max_Stepheight * (1- ( (r(i)-eschellete_r(N)) / 
(eschellete_r(N+1)-eschellete_r(N)) )^2);        
  %%%~~~sag based at 0 
        final_dif_sag(i)=dif_sag(i)-Max_Stepheight/2;       %%%~~~sag 
centered at 0 
        if dif_sag(i)<=0.0000001 
            dif_sag(i)=0;                                   %%%~~~sag 
based at 0 
            final_dif_sag(i)=dif_sag(i)-Max_Stepheight/2;   %%%~~~sag 
centered at 0 




        end 
    else 
        dif_sag(i)=0;                  %%%~~~sag based at 0 
        final_dif_sag(i)=dif_sag(i);   %%%~~~sag centered at 0 




figure; plot(r, dif_sag, '.')   %%% Plot of diffractive sag based at 0 
title('Diffraction sag (based at 0)') 
xlabel('Surface radial coordinate (mm)') 
ylabel('Sag height (mm)') 
figure;  
% % % set(gca,'fontsize',24) 
plot(r, final_dif_sag, '.')   %%% Plot of diffractive sag centered at 
0 
title('Diffraction sag (centered at 0)') 
xlabel('Surface radial coordinate (mm)') 
ylabel('Sag height (mm)') 
  
for i=1:length(r) 
    final_dif_sag(i)=final_dif_sag(i)*f_apod(i); 
end 
figure;  
% % % set(gca,'fontsize',24) 
plot(r, final_dif_sag, '.')    %%% Plot of the final diffractive sag 
title('Apodized diffraction sag') 
xlabel('Surface radial coordinate (mm)') 
ylabel('Sag height (mm)') 
	
In	 the	 third	 part	 the	 code	 actually	 creates	 the	 final	 apodized	 diffraction	 sag	matrix	
(final_dif_sag).	It	makes	all	the	calculations	needed	and	provides	plots	(figures	A.2	and	A.3)	
with	the	diffraction	pattern	either	based	at	0	line	or	centered	at	0	line	(x-axis	of	the	plot).	It	


















%%%~~~Spherical sag function with asphericities and conics 
  
R=7.1;               %%% radius of curvature of spherical sag in mm 
cv=1/R;              %%% curvature 
cc=-0.8;             %%% conic constant, range (-1,0) 
ac=6.770037*10^-3;   %%% 2nd order aspheric constant 
ad=-5.067276*10^-4;  %%% 4th order aspheric constant 
ae=0;                %%% 6th order aspheric constant 
  
Sph_sag=((cv*(r.^2))./(1+sqrt(1-(cv^2)*(cc+1)*r.^2))) + ac*r.^2 + 
ad*r.^4 + ae*r.^6;     %%% spherical sag in mm, substract from maximum to 
have it positive 
 
figure; plot(r, Sph_sag, '.')    %%% Plot of the spherical sag 
title('Spherical sag function') 
xlabel('Surface radial coordinate (mm)') 
ylabel('Sag height (mm)') 
	
In	the	fourth	part,	the	code	calculates	for	the	radial	coordinates	of	r,	the	spherical	sag	












%%%~~~Total apodized diffractive and spherical sag 
  
Total_IOL_sag=-final_dif_sag+Sph_sag;   %%% negative final_dif_sag 
because the sph_sag is up side down 
figure; plot(r, Total_IOL_sag, '.')     %%% Plot of the total IOL sag 
title('Total IOL sag') 
xlabel('Surface radial coordinate (mm)') 
ylabel('Sag height (mm)') 
  
%%%~~~Profile turn for the ray tracing software (I use Z at the start 
of the names) 
figure; plot(Total_IOL_sag, r, '.')     %%% Plot of the total IOL sag 
for the ray tracing software 
title('Total IOL sag for the ray tracing software') 
xlabel('Sag height (mm)') 
ylabel('Surface radial coordinate (mm)') 
 
V_Sag_z(1:steps)=max(Total_IOL_sag);           %%% vertical line z 
coords 
V_Sag_y=linspace(max_r-0.05,0,steps);          %%% vertical line y 
coords, different start and finish 
                                               %%% points in order not 
to points at the same coordinates 
H_lowerSag_z=linspace(max(Total_IOL_sag)-0.005,0,steps);    %%% 
horizontal lower line z coords  
H_lowerSag_y=zeros(1,steps);                                %%% 





Y=[r V_Sag_y H_lowerSag_y]';           %%% Y coordinate for the ray 
tracing software 
Z=[Total_IOL_sag V_Sag_z H_lowerSag_z]';   %%% Z coordinate for the 
ray tracing software 
  
figure;  
% % % set(gca,'fontsize',24) 
plot(Z, Y, '.')   %%% Plot of the total IOL sag for the ray tracing 
software 
title('Total IOL sag for the ray tracing software') 
xlabel('Sag height (mm)') 
ylabel('Surface radial coordinate (mm)') 
  
disp(sprintf('Surface maximum sag is %s mm',max(Total_IOL_sag)))    
%%% maximum sag in order to place the posterior lens in the ray tracing 
software 
  







% %%%%%%%%%% save total coordinates Y and Z for the tray tracing 
software 
%  
% % % % save 'C:\Users\...\test1.tob' total_coords -ASCII    %%% tob 





In	 the	 fifth	 and	 last	 part,	 the	 code	 adds	 the	 two	 sag	 function	 matrixes	 that	 has	
calculated	 before	 (the	 final_dif_sag	 and	 the	 Sph_sag)	 in	 order	 to	 create	 the	 final	 IOL	 sag	




















The	 code	 has	 the	 possibility	 to	 change	 by	 deactivating	 or	 changing	 some	 parts,	 in	
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